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ABSTRACT 


The  major  objective  of  this  study  of  radio-astronomy  receivers  is  to 
furnish  a  consistent  basis  for  predicting  and  comparing  the  performance 
of  different  systems.  This  basis  is  provided  by  clearly  defining  the  im¬ 
portant  factors,  particularly  the  integrating  time  r  and  the  bandwidth  Af, 
and  by  analyzing  a  variety  of  receivers  and  comparing  their  performance 
with  a  total-power  receiver. 

riie  minimum-detectable  average  input-level  increment  AT  (defined  to 
equal  the  rms  value  of  the  noise  fluctuation  about  the  mean  level)  is  used 
as  the  basic  performance  measure.  In  the  general  expression  derived, 

""  Tgg  M/ 

where  (the  system  effective- input-noise  temperature)  is  used  in  pre¬ 

ference  to  a  noise- figure  relationship, 

M  is  a  factor  depending  on  the  type  of  receiver  considered, 

T  is  the  reciprocal  of  the  equivalent  width  of  the  smoothing- fi 1  ter 
power- transfer  characteristic,  and 
AF  is  one-half  of  the  equivalent  width  of  the  sel f- convolution  of 
the  recept ion- f i 1  ter  power- 1 rans fer  characteristic. 

Tables  of  t  and  Af  values  for  common  types  of  filters  have  been  calculated 
Previously,  because  t  and  Af  had  not  been  adequately  defined,  the  compar¬ 
ison  of  results  was  difficult,  since  the  factor  here  defined  as  M  frequent¬ 
ly  included  bandwidth  and  smoothing- fi 1 te r  characteristics.  By  means  of 
the  definitions  above,  M  values  free  from  filter  specifications  have  been 
determined  and  tabulated  This  approach  has  made  it  possible  to  recon¬ 
cile  apparently  contradictory  results  from  the  earlier  literature. 

The  important  intrinsic  capabilities  of  several  stabilized  systems 
to  reduce  the  effect  of  instabilities  due  to  non-ideal  components  and  en 
vironments  have  been  compared.  For  example,  two  cases  of  Dicke- receiver 
operation  are  frequently  of  interest;  (1)  using  square-wave  modulation 
and  demodulation  for  which  M  -  2;  and  (2)  using  square-wave  modulation 
with  a  narrow  video  filter  at  the  switching  frequency  for  which  M  -  77//2. 

In  the  latter  case,  M  is  independent  of  the  demodulation  waveform. 

For  the  Selove  d-c  comparison  and  correlation  receivers,  M  =  V^2;  how¬ 
ever,  dual  channels  are  required  for  both  receivers.  Comparison  on  a  to¬ 
tal-bandwidth  basis  increases  M  to  2. 


Ill  - 


A  comprehensive  study  of  Ryle  and  Vonberg’s  nul 1  - bal ancing  receiver, 
which  is  generally  insensitive  to  instabilities,  has  shown  that  its  AT 
value  is  equal  to  that  of  a  Dicke  receiver,  provided  the  integrating  time 
for  the  nul 1  - bal ancing  receiver  includes  an  over-all  value  considering 
the  effect  of  the  servo  loop.  The  analysis  also  showed  that  a  particular 
sensitivity  to  loop-gain  stability  exists  in  the  following  sense.  Signals 
passing  through  the  receiver  suffer  time  delays  that  must  be  allowed  for 
in  data  reduction.  The  fractional  error  in  delay  correction  is  directly 
related  to  the  fractional  error  in  loop  gain  and  is  independent  of  the 
servo-trans fer  function  of  the  receiver. 

A  study  of  the  automatic-gain-control  (AGO  system  for  a  total-power 
receiver  and  a  modulated  pilot-signal  receiver  showed  that,  when  applied 
to  a  total-power  receiver,  AGC  is  useful  only  when  d-c  output  levels  are 
not  needed. 

The  modulated  pilot-signal  system  is  shown  to  be  theoretically  capable 
of  achieving  M  values  at  least  equal  to  2  when  large  integrating  times 
are  used  in  the  AGC  loop.  In  contrast  to  the  Dicke  receiver,  stabilization 
against  gain  changes  is  independent  of  the  signal  level  for  the  modulated 
pilot-signal  receiver. 

The  concepts  developed  in  this  study  have  been  used  to  analyze  and 
evaluate  the  performance  of  the  Stanford  microwave  spect rohel iograph  re¬ 
ceiver,  which  is  described  in  detail,  and  to  establish  the  relationship 
of  the  instrument  to  its  antenna  and  its  observational  requirements. 
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I.  INTRODUCTION 


A  radio-astronomy  receiver  produces  at  its  output  an  indication  of 
the  total  effective  noise  power  applied  to  its  input.  This  indication 
changes  when  a  signal  is  present.  Whenever  a  measurement  is  made,  the 
signal  induced  change  is  compared  with  changes  made  by  substituted  sources 
of  known  noise  power.  Assuming  a  perfectly  stable  receiver  we  can  readily 
determine  the  theoretical  accuracy  of  such  a  measurement. 

It  is  convenient,  in  practice,  to  measure  the  signal  powers  in  units 
of  degrees  Kelvin  by  the  use  and  extension  of  Nyquist’s  theorem,  which 
linearly  relates  an  equivalent  temperature  with  a  noise  power  whenever  a 
definite  frequency  band  is  involved.  In  this  way  Dicke  [Ref.  1]  first 
derived  the  expression, 

At  ■  (Constant)  Af 

which  relates  the  rms  variation  of  the  receiver  output  AT  to  certain 
characteristics  of  the  measurement  procedure.  Here,  T^^  is  the  effective 
system  input  noise  temperature  in  degrees  Kelvin;  Af  is  the  pre- detection , 
or  high- frequenc> ,  bandwidth  of  the  receiving  system;  and  T  is  the  post¬ 
detection  integrating,  or  averaging,  time. 

Although  the  above  parameters  are  generally  included  in  some  form  in 
all  receiver  discussions,  the  diversity  of  arrangements  arising  because 
of  individual  requirements  has  led  to  certain  difficulties  when  com¬ 
paring  performance.  That  is,  the  parameters  are  often  modified  for 
special  cases  and  so  are  not  easily  generalized.  Also,  further  complexity 
is  introduced  because  of  special  designs  that  are  employed  to  minimize 
practical  limitations  set  by  particular  component  characteristics,  es¬ 
pecially  in  relation  to  their  stability. 

In  this  study  explicit,  general  definitions  for  the  parameters  of 
bandwidth  and  integration  time  are  given.  They  are  derived  from  the  analy 
sis  of  an  elemental  receiver,  then  modified  and  expanded  to  include  a  wide 
range  of  complex  receivers 

With  the  advent  of  masers  and  purametric  amplifiers,  our  knowledge  of 
the  fundamental  causes  of  system  noise  has  increased  rapidly  until,  now, 
we  believe  the  theory  is  fairly  complete.  As  a  result,  the  new  low-noise 
devices  approach  ever  closer  to  predictable,  natural  limits  [Ref.  2],  and 
the  belief  is  that  the  existence  of  these  limits  is  well  established,  so 
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that  future  developments  in  amplifying  devices  will  not  yield  large  per¬ 
centage  improvements  in  their  effective  noise  temperature.  As  a  con¬ 
sequence,  receiver  stability  assumes  an  ever  more  serious  character,  since 
it  is  then  becoming  the  major  limitation  to  receiver  performance.  Insta¬ 
bility  increases  in  practice  just  as  effectively  as  does  a  large  in¬ 
crease  in  system-noise  temperature,  so  that  either  intrinsic  stability 
must  be  improved  or  the  effects  of  instability  must  be  reduced  by  the 
adoption  of  special  observing  procedures.  Stabilities  of  one  part  in  10^ 
are  normal  good  practice,  while  10^  is  unusual. 

Because  of  imperfections  in  existing  equipment,  correlation  receivers 
and  various  forms  of  swi tched- input  receivers  have  been  developed  or  pro¬ 
posed.  Comparisons  of  the  theoretical  capabilities  of  many  of  these  re¬ 
ceivers  differ  by  factors  on  the  order  of  2.  root  2  and  pi,  which,  although 
small,  have  considerable  economic  significance.  In  this  study  we  provide 
useful  theoretical  comparisons,  derived  in  a  consistent  manner,  which 
should  be  applicable  to  all  radio-astronomy  receivers.  In  a  number  of 
cases,  numerical  calculations  are  presented  to  illustrate  a  practical  range 
of  situations 

The  ‘minimum  detectable  mean - i nput -  1 e vel  increment”  is  used  as  the 
performance  criterion  in  this  work.  Although  the  ph r ase  ‘‘ mi nimum  detectable 
signal  "  suffices  at  times,  the  longer  and  more  exact  statement  always  should 
be  understood.  The  basis  for  this  criterion  is  a  simple  level  measurement 

Techniques  of  stabilization  may  be  divided  into  three  categories,  de¬ 
pending  on  methods  of  treating  the  signal  in  the  receiver.  The  signal 
may  he 

1  unmodulated, 

2  modulated,  or 

3  a  null  balanced  or  error  signal. 

The  analysis  of  correlation  and  Dicke-type  receivers  in  Chapter  IV  uses 
examples  from  categories  1  and  2-  The  nul  1  -  bal anci ng  receiver  is  discussed 
in  Chapter  V  Whereas  the  n.aterial  in  Chapter  IV  is  mainly  an  extension 
and  codification  of  previous  work,  but  in  a  much  more  general  form,  the 
analy.sis  of  tlie  null  balancing  receiver  is  believed  to  be  a  new  contri¬ 
bution  to  tlie  field.  The  application  of  servo  control  or  automatic  gain 
control  (A(X^)  to  radio  astronomy  receivers  is  treated  in  detail,  and  many 
interesting  aspects  are  presented  for  which  there  has  been  no  prior  dis- 
cu  ssi on 
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A  specialized  receiver  developed  for  use  with  the  Stanford  Microwave 
Spectroheliograph  is  described  in  Chapter  VI.  The  concepts  developed  in 
earlier  chapters  are  used  in  the  discussion  of  the  specifications  and  the 
performance  of  this  receiver.  Also  the  effects  of  restrictions  placed  on 
receiver  design  because  of  the  antenna  system  and  the  anticipated  ob¬ 
serving  programs  are  considered. 

Finally,  it  is  pointed  out  that  the  successful  development  of  a  high- 
performance  receiver  for  sensitive  radio- astronomical  investigations  is 
an  art,  as  much  as  it  appears  to  be  a  matter  of  straightforward  engineer¬ 
ing. 
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II.  BASIC  RECEIVER  CONSIDERATIONS 


A.  GENERAL  RECEIVER  REQUIREMENTS 

In  radio  astronomy,  receivers  are  often  designed  to  operate  with  a 
particular  antenna  to  form  a  radiotelescope,  which  is  frequently  designed 
for,  or  is  inherently  capable  of  performing,  only  a  limited  variety  of 
measurements  in  a  satisfactory  manner.  Because  of  these  facts,  it  is  nec¬ 
essary  to  compare  receivers  with  care,  concentrating  on  those  characteristics 
which  are  basic  to  all  systems. 

Here  we  consider  the  radiotel escope  as  a  transducer  acting  between 
incident  electromagnetic  energy  and  a  record  of  one  or  more  of  the  charac¬ 
teristics  of  this  radiation.  We  can  list  a  general  set  of  requirements 
for  this  transducer  as  follows; 

1.  It  must  sense  a  region  of  space  or  sky  with  a  particular  antenna 
pattern 

2.  It  must  use  a  particular  portion  of  the  radio- frequency  (r-f) 
spectrum. 

3  The  time-varying  aspects  of  the  observation  must  be  handled  satis- 
factori  ly 

4  The  record  produced  should  be,  as  much  as  possible,  only  a  measure 
of  the  desired  characteristic. 

5.  The  record  should  have  the  requisite  range  and  accuracy 

In  general,  and  as  a  practical  matter,  these  items  are  interrelated 
For  instance,  items  I  and  2  must  be  considered  together  since  the  antenna 
pattern  is  a  function  of  frequency  although  the  receiver  chiefly  determines 
the  frequency  reception  band. 

Now  we  can  assume  that  the  over-all  design  provides  for  the  measure¬ 
ment  of  the  desired  characteristics  and  we  can  then  list  some  general 
receiver  specifications  as  follows: 

1.  Spectral  response,  i.e.,  operating  frequency,  bandshape,  and  band- 
wi  dth 

2  Temperal  response,  i.e.,  ability  to  follow  expected  changes  of  the 
input  with  time 

3  Range  and  accuracy,  i.e  ,  least  to  greatest  value  of  the  measured 
variables  with  specified  limits  of  error 

The  effect  of  design  parameters  on  item  3,  particularly  as  regards 
the  least  values  of  the  desired  measures,  is  of  great  interest. 
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Receivers  in  use  up  to  this  time  have  exhibited  wide  ranges  in  these 
specifications.  Nearly  the  whole  spectrum  made  available  through  current 
radio  technology  lias  been  used.  The  values  of  signal  strength,  in  terms 
of  temperature,  range  from  a  few  hundredths  of  a  degree  to  more  than 
10^  °K.  Bandwidths  vary  from  a  few  kilocycles  to  hundreds  of  megacycles. 
Measurements  made  include,  for  example,  the  detection  of  weak  sources  with 
measurements  of  their  strengths  and  positions,  source- brightness  distri¬ 
butions,  spectral  variations  and  temporal  variations  of  sources,  and  so 
forth.  The  objectives  of  radio  astronomy  cover  a  wide  field. 

B.  THE  BASIC  MEASUREMENT  POWER  LEVEL 

Underlying  tlie  majority  of  measurements  with  radiotelescopes  is  a 
requirement  for  the  determination  of  relative  power  at  low  levels.  In 
the  detection  of  sources,  the  problem  often  is  to  determine  that  minimum 
change  in  power  level,  as  indicated  by  the  receiver,  which  can  be  cor¬ 
rectly  ascribed  to  a  source,  and  not  to  “faults"  in  the  receiver.  By 
throughly  discussing  just  this  simple  measurement •- the  determination  of 
the  power  level  or  strength  of  a  constant  source-  we  are  well  prepared 
to  understand  more  complex  measurements.  The  capabilities  of  a  receiver 
with  regard  to  this  simple  measurement  of  power  level  will  be  discussed 
below  and  a  general  expression  will  be  given  which  specifies  a  performance 
figure,  or  figure  of  merit. 

C  MINIMUM  DETECTABLE  SIGNAL 

The  detection  of  a  simple  change  in  input  power  level  depends,  in 
practice,  on  more  than  just  the  properties  of  the  radiotel escope  or  the 
receiver  alone.  However,  for  our  purposes,  considerations  other  than 
those  relating  to  the  receiver  alone  are  not  included,  since  we  wish  to 
establish  only  the  properties  of  the  receiver. 

1 .  Definition 

In  order  to  be  removed  from  any  characteristics  of  the  operator, 
we  establish  a  criterion  of  detectability  on  the  basis  of  a  convenient 
mathematical  definition.  This  criterion  may  be  stated  as  follows:  when 
at  the  output  meter  the  mean  deflection  increment  corresponding  to  a  sig¬ 
nal  increase  equals  the  standard  deviation  of  the  fluctuations  about  the 
mean  deflection,  this  mean  deflection  increment  is  said  to  be  detectable 


In  prailirp,  n  f  ro\ir.sf,  experi  eiire  often  wi.sely  ilirlates  the  use  of  a  seve  ral  -  t  i  mes 
larger  inrremenl 
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2.  Ideal  vs.  Practical  Evaluation 


The  idealized  design  of  the  receiver  sets  forth  the  necessary  de¬ 
tails  from  which  a  performance  figure  for  detectability  can  be  calculated. 
The  practical  receiver  will  have  instabilities  of  gain,  bandwidth,  and 
ef fecti ve- input-noi se  temperature  which  will  degrade  the  ideal  perform¬ 
ance  by  some  factor. 

D.  AN  ELEMENTAL  RECEIVER 

The  quantity  to  be  measur€^d  by  the  receiver  is  the  strength  of  a 
source  of  energy  having  an  essentially  uniform  power- spectral  density 
(PSD)  over  the  observing  range  of  frequencies.  Furthermore,  as  is  fre¬ 
quently  the  case,  the  source  is  assumed  to  produce  an  ideal  fluctuating 
voltage,  i  e. ,  one  with  a  stationary  gaussian  amplitude  distribution  about 
a  zero  mean  value.  Within  the  receiver,  the  energy  from  a  particular 
source  undergoes  alterations  and  ultimately  produces  a  deflection  on  the 
output  meter.  In  general  the  meter  deflection  consists  of  unwanted  com¬ 
ponents,  such  as  receiver  noise  and  zero  offset,  in  addition  to  the  com¬ 
ponent  due  to  signal  from  the  source  to  be  measured  If  the  receiver  is 
calibrated  to  yield  a  unit  mean  deflection  for  a  unit  mean- input- 1 evel 
increment,  deflection  and  incremental  input  level  can  be  equated.  This 
stratagem  allows  us,  for  an  idealized,  stable  receiver,  to  dispense  with 
discussing  receiver  gain,  which,  although  of  practical  importance,  does 
not  affect  intrinsically  the  power- 1  evel  detec  ti  on  performance 

The  ratio  of  the  detectable  mean-deflection  increment  to  the  mean  meter 
deflection  may  be  considered  constant  for  a  given  el ement al - recei ver  de¬ 
sign,  as  will  be  shown,  so  that  this  ratio  is  a  measure  of  performance. 

The  ninimum  detectable  input-level  increment  will  therefore  depend  on  the 
unwanted  source  strengths,  referred  to  the  receiver  input,  which  for  the 
elemental  receiver  determine  the  mean  output-meter  def. ection  at  zero 
si gna 1 . 

1 .  Description 

The  elemental  receiver  analyzed  below  is  shown  in  block  diagram 
form  in  Fig  2.I.  The  receiver  responds  both  to  the  signal  and  to  an 


Calibration  is  assumed  possible  with  an  accuracy  much  greater  than  the  accuracy  of 
the  measurements  to  be  made.  This  assumption  keeps  practical  details  such  as  needle 
width,  dead  zone,  ink-line  width,  and  scale  reading  in  general  from  contributing  to 
the  detectability  criterion. 
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BLOCK  DI/WBAM  OF  ELEMENTAL  RECEIVER. 


unwanted  source  of  energy  at  its  input.  The  latter  input  is  equivalent, 
with  regard  to  meter  deflection,  to  all  actual  unwanted  contributions 
distributed  throughout  the  receiver,  such  as  those  associated  with  trans¬ 
mission  loss,  amplifier  noise,  and  frequency- con  version  loss.  We  shall 
consider  only  inputs  having  uniform  power  per  unit  frequency  interval 
All  elements  except  the  final  detector  are  assumed  to  be  linear. 

The  reception  filter  is  equivalent  to  the  combined  effect  of  all 
the  f requency- sens! ti ve  elements  in  the  system,  such  as  the  antennas, 
transmission  lines,  r- f  and  i-f  amplifiers,  mixers,  and  any  selective 
filters  that  may  be  used.  Thus  the  portion  of  the  spectrum  from  wliich 
energy  can  be  received  is  defined  by  a  power- transfer  characteristic 
G(  f ) ,  which  is  the  ratio  of  the  output  to  input  PSD’ s  of  the  reception 
filter  at  all  points  in  the  spectrum.  Since  we  are  dealing  here  only 
with  inputs  having  uniform  PSD’ s,  the  PSD  of  the  reception- filter  output, 
and  of  the  detector  input,  will  be 

A(f)  •  (P,  +  P„)  G(f) 

where  p^  is  the  strength  of  the  source  to  be  measured  and  p^  is  the 
strength  of  the  unwanted  source  at  the  input  measured  in  units  of  w/cps-  . 
The  spread  of  A(f)  is  assumed  to  be  small  compared  with  the  mean  frequency. 

The  voltage  x(t)  at  the  detector  input  has  a  gaussian  amplitude 
distribution  with  zero  mean  and  PSD  A( f ) .  The  exact  voltage  as  a  func¬ 
tion  of  time  x(t)  is  actually  not  known,  of  course,  but  its  statistical 
properties  are,  and  they  are  used  in  the  detector  analysis  and  after. 
Similar  statemrits  hold  for  other  quantities  such  as  y(t)  and  z(t),  used 
later. 

For  the  elemental  receiver,  an  ideal  square-law  detector  circuit 
is  employed  with  one  ohm  impedance  levels  so  that 

y( t)  ■  x2( t) 

and  the  mean  output  voltage  <y>  equals  the  power  at  the  detector  input 
thus 


<y>  ■  <X^> 


The  sharp  brackets  indicate  the  following  averaging  operation. 
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<y>  > 


r‘i’.  ii  C 

Fluctuations  of  y(t)  about  the  mean  are  governed  by  the  continuous  por¬ 
tion  of  the  detector  output  PSD  B(f). 

After  detection,  the  fluctuations  about  the  mean  are  reduced  by 
a  smoothing  filter  with  power-transfer  characteristic  H(f).  A  typical 
smoothing  filter  might  be  a  single  section,  lowpass  RC  circuit.  The 
smoothed  output  voltage  is  then  displayed  as  a  meter  deflection.  For 
generality  we  include  any  selective  effects  (usually  further  smoothing) 
of  the  meter  in  H( f)  by  taking  z(t)  to  be  the  true  meter  deflection. 

2.  Anal vai a 

As  stated  above,  the  PSD  A( f )  of  the  detector  input  voltage  x(t) 
i  s 


A  (f)  -  (P,  +  Pj  G(f). 

The  total  power  at  the  detector  input  is,  using  Eq.  (A. 4)* 

<B 

j  A  (f)  df  .  p^(0)  -  <x2> 


where  P^(0)  is  the  central  ordinate  of  the  autocorrelation  function  of 
the  detector  input  voltage.  Now,  using  the  relationship  of  Eq.  (A. 8) 
for  the  PSD  of  the  detector  output  voltage  y(t), 


CD 

B(f)  *  2  /  exp(-j  27ffT)dT  +  p*(0)  8(f) 
.  oo 


.  2[A(f)  •  A(f)]  +  p2(0)  8(f) 


Appendix 


A,  Eq.  (A.  4). 
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At  the  output  of  the  receiver,  the  PSD  of  the  meter  deflection  z(t)  is 


C(f)  -  H(f)  B(f) 

•  2H(f)  [A(f)  •  A(f)]  +H(f)  p2(0)  8(f). 

Since  z(t)  and  y(t)  arc  related  by  the  voltage  response  of  the  smoothing 
filter,  it  follows  that 

'<z>  •  v^H(O)  <y>  -  /H(0)  P,(0) 

We  can  now  form  an  expression  for  the  detectable  mean-deflection 
increment  A z,  which  we  defined  earlier  to  be  equal  to  the  rms  variation 
about  the  mean  of  the  meter  deflection  z(t). 


Az  -  ■/  <z2>  -  <z>2 


C(f)df  -  H(0)  p2(0) 


This  becomes 


Az  -  „/2  J  H(F)  [A{f)  •  A(f)]  df 
.  « 


Generally,  the  smoothing- fi 1  ter  power- transfer  characteristic 
will  be  only  a  few  cycles  per  second  wide  while  the  PSD  B( f )  will  have 
widths  on  the  order  of  megacycles  per  second.  When  this  is  true  [A*A] 
can  be  assumed  constant  over  the  total  effective  width  of  H(f)  so  that 

OB  00 

J  H(f)  [A*A]  df  -  tA*A]|  J  H(f)  df.  (1) 

.  ®  ®  .  ® 

With  this  assumption,  the  expression  for  the  ratio  of  detectable  mean 
deflection  increment  to  the  mean  deflection  will  be 
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■I- 


Ai/<i>  -  J2[A*A]1  j'  H(f)  df/p2(0)  H(0) 

^  _  m 


Using  the  equivalent  width  w^*  and  expressing  in  terms  of 

the  equation  above  becomes 


/ - F - T 

Az/<z>  /2[A*A]|  w^/  J  A(f)  df 

V  ^  _  *  ®  — 


Using  Eqs.  (A. 4)  and  (A. 5), 


[j*  Mr,  d,] 


A(f)  df  .  p2(o)  =  J  [A.A]  df. 


When  A(  f)  is  replaced  in  (2)  with  (p,  G(f),  terms  in  (p^+F 

and  when  equivalent  width  Wq.q  is  used  it  is  now  evident  that 


At/<z>  »  y  2w„/wq., 


3.  Definitions  of  Fundamental  Parameters 

If  we  define  an  integrating  time  r  and  a  bandwidth  Af  as 


OD 

T  .  l/w„  •  11(0)/  /  11(f)  df 

-  00 


CD 

Af  -  Wg.(j/2  -  J  tG*G]  df/2[G*G]  1 

.00  ® 


we  can  express  the  ratio 


Az/<z>  *  l/ZrAf  ^  U| 


See  Appendix  A,  Cq 


(A.  6) 


A(f), 

(2) 

y)  vanish, 

follows, 

(3) 

(4) 

(5) 
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Henceforth  this  ratio  will  be  called  the  level-uncertainty  figure.  For 
the  elemental  receiver,  equals  the  minimum  detectable  increment  of 
mean  meter  deflection  divided  by  the  mean  meter  deflection.  For  generality, 
U^,  expressed  in  terms  of  the  input,  equals  the  fractional  uncertainty  of 
measurement  of  input  level,  or  the  ratio  of  minimum-detectable  mean  input- 
level  increment  to  the  mean  input  level.  As  will  be  discussed  below, 
many  receivers  operate  with  a  suppression  of  the  zero-signal  mean  meter 
deflection.  Then  the  mean  input  level  is  no  longer  directly  related  to 
the  mean  meter  deflection,  so  that  has  meaning  in  terms  of  input  levels 
onl  V- 

The  form  describes  the  instrument’s  capabilities  with  respect 
to  indicating  changes  in  input  level.  In  order  to  evaluate  it  is 
necessary  to  be  able  to  assign  values  of  r  and  Af  to  the  receiver.  Since 
these  parameters  have  been  explicitly  defined  in  Eqs.  (3)  and  (4)  their 
values  and  the  resulting  value  for  can  be  determined. 

To  understand  better  the  roles  of  r  and  Af,  consider  the  PSD  C( f ) 
at  the  output  meter  and  note  the  effect  of  changes  in  t  and  Af.  Figure 
2.2(a)  shows  a  typical  C(f)  Note  the  following  points:  there  is  an 
impulse  function  at  zero  frequency,  indicated  by  a  vertical  arrow,  of 
strength  equal  to  <z>^;  the  central  ordinate  of  the  continuous  portion 
of  the  function  is  designated  0^.(0);  and  the  shading  in  Fig.  2-2  shows 
the  area  under  the  continuous  portion,  C^(f).  The  smoothing  filter 
limits  the  extent  in  frequency  of  Cj.(f).  Since  the  area  under  Cj.(f) 
equals  the  square  of  the  detectable  mean  deflection  increment,  we  see 
that,  by  narrowing  H(f),  and,  hence,  Cj.(f),  the  detectable  mean  de¬ 
flection  increment  is  reduced.  Figure  2  2(b)  shows  the  effect  of  narrow¬ 
ing  M(f),  which  is  equivalent  to  increasing  t. 

4  Parameter  Values  for  Typical  Filters 

In  Table  2.1,  wjj  and  t  are  listed  for  a  variety  of  smoothing  fil¬ 
ters  in  terms  of  filter  specifications.  Many  circuit  configurations  can 
yield  the  same  t,  so  that,  for  simple  measurements  of  input-level  incre¬ 
ments,  as  discussed  here,  the  choice  of  filter  is  a  matter  of  convenience, 
but  with  t!ie  restriction  that  its  response  be  limited  to  a  region  of  the 
spectrum  where  its  input  power  spectral  density  can  be  assumed  constant. 

[See  Eq.  ( 1 )] 

The  reception  filter  determines  the  amplitude  of  C  (0)  in  relation 
to  <z>  The  following  relationships  show  that  Af  implicitly  contains 
this  information. 
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FIG.  2.2  EFFECT  OF  CHANGES  OF  r  AND  Af  ON  C(f).  IN  (•)  A  COMPARISON  SITUATION  IS 
SHOWN  WITH  (b)  SHOWING  THE  EFFECT  OF  INCREASING  t  AND  (c)  SHOWING  TOE  EFFECT  OF 
INCREASING  Af.  THE  SCALE  OF  (c)  IS  NORMALIZED  TO  HAVE  THE  SAME  AMPLITUDE  FOR 
<  1  AS  IN  (•)• 
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TABLE  2.1.  A  VARIETY  OF  £VOOT!IlNG  FILTERS  AND  THEIR  T  VALDES. 
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Af 


*G*G 

2 


i  [G*G]  df 


2[G*C]  I 

0 


/  [A*A]  df 


-  OP _ 

2[A*A] I 

0 


Af 


/32(0) 

2  [A*  A]  I 


.  mi 

11(0) 


Ce(0) 

Figure  2.2(c)  shows  the  effect  of  an  increased  Af  on  C(f)  over  the  con¬ 
dition  of  Fig.  2.2(a). 

The  equivalent  width,  defined  above  as  a  self-convolution  of  the 
even  function  G(f),  is  suitable  for  describing  reception- fi Iter  responses 
for  which  the  usual  concepts  of  bandwidth  break  down  or  are  difficult  to 
apply.  It  will  cover,  for  instance,  bands  with  notches  or  peaks  in  their 
response  and  so  may  not  have  unequivocal  center  frequencies  or  maximum 
responses.  Values  of  Af  for  a  few  reception- fi 1  ter  responses  are  listed 
in  Tabl e  2.2. 

The  level -uncertainty  figure  was  introduced  as  a  parameter  to 
indicate  the  measuring  ability  of  the  combined  reception  and  smoothing 
filters  when  fully  utilized.  Since  techniques  for  improving  other  char¬ 
acteristics  of  a  receiver  sometimes  result  in  reduced  utilization  of  the 
filters,  the  uncertainty  of  measurement  for  a  complete  receiver  may  in¬ 
volve  a  modifying  factor  M  applied  to  l)^. 

Before  covering  various  receiving  systems  and  their  associated  M 
values,  a  discussion  of  some  of  the  practical  aspects  of  receivers  that 
affect  will  be  given  in  the  next  sections. 

E  NOISE -TEMPERATURE  CONCEPT 

The  total  power  at  the  detector  input  can  be  divided  by  the  power 
gain  of  the  receiver  up  to  that  point  in  order  to  refer  the  power  to  the 
receiver  input.  When  this  input  noise  power  is  equated  to  the  thermal 
noise  power  from  a  matched  termination  at  the  input  to  the  receiver,  the 
required  temperature  of  the  termination  becomes  a  convenient  measure  of 
the  eff  ective  input  noise  power. 
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TABLE  2.2.  A  VARIETY  OF  BECEPTION  FILTER  PO'.VER  TRANSFER  CHARACTERISTICS  [G(f)]  A.ND  THEIR  " 
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.  The  source  strengths  and  can  be  described  by  an  effective 

noise  temperature  by  being  equated  to  the  strength  of  a  thermal  source 
t  at  some  teperature  T  by  the  relation 

p  ■■  kT 

w/cps  when  they  have  constant  power  per  unit  frequency  interval.  This 
is  a  common  and  highly  precise  assumption.  For  incoherent  sources,  the 
strengths  of  two  or  more  sources  add  to  give  the  total  strength  and  like¬ 
wise  their  effective  noise  temperatures  add. 

Input  noise  temperature  will  be  used  almost  exclusively  in  dis 
cussing  signals  and  unwanted  sources  with  their  strengths  having  been 
referred  to  t'le  receiver  input. 

F  EFFECTIVE  INPUT- NOISE  TEMPERATURE 

An  elemental  receiver  includes  unwanted  sources  of  energy  that  con¬ 
tribute  to  the  mean  meter  deflection  When  the  signal  source  strength 
IS  reduced  to  zero,  there  remains  a  mean  meter  deflection  which  can  be 
ascribed  to  an  equivalent  unwanted  source  strength  p^  at  the  receiver 
input.  This  equivalent  receiver  input  and  the  level-uncertainty  figure 
determine  the  minimum  detectable  input  level  increment  for  the  receiver. 
If  we  express  tliis  increment  and  the  equivalent  unwanted  source  strength 
in  terms  of  input-noise  temperatures,  the  relation  of  Eq.  (5)  becomes 


where  i!!iT  is  tie  minimum  detectable  input  temperature  increment  and  T^^ 
is  the  effective  system  input  noise  temperature.  In  radio  astronomy 
the  measurement  of  signal  strength  is  limited  by  the  total  effective 
noise  power  present.  Expressed  in  terms  of  the  receiver  input  as  T^^, 

It  becomes  an  important  parameter  which  is  used  to  represent  the  tem¬ 
perature  of  an  equivalent  source  of  noise  including  receiver  noise, 
transmi ssion ■ 1 ine  loss  noise  and  all  sources  of  unwanted  noise  in  the 
antenna  reception  pattern.  The  inclusion  of  this  last  unwanted  noise 
results  from  a  broad  use  of  the  system  concept. 

If  we  were  to  use  an  ‘average  noise  factor"  [Ref  3]  to  describe  the 
system  and  determine  AT,  we  would  be  limited  by  the  accepted  definition 
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of  the  term.  Firet,  F  is  defined  in  terms  of  s  standard  temperature  for 
the  signal  source.  Since  signal  source  temperature  is  what  we  are  trying 
to  measure  the  introduction  of  a  standard  temperature  seems  inappropriate 
in  order  to  describe  receiver  performance.  However,  if  we  use  the  cor* 
responding  term  "average  effective  input-noise  temperature"  T,,  we  are 
free  from  any  standard  temperature  requirement.  T,  is  “the  input  ter 
mination  noise  temperature  which,  when  the  input  termination  is  con¬ 
nected  to  a  noise-free  equivalent  of  the  transducer,  would  result  in  the 
same  output  noise  power  as  that  of  the  actual  transducer  connected  to  a 
noise-free  input  termination. ..  [and]  ■  290  (F-1)**  [Ref.  3l .  The 
symbol  is  a  special  use  of  this  concept  in  that  the  transducer  must 

be  extended  to  include  not  only  the  receiver  and  antenna  but  the  back¬ 
ground  radiation  upon  which  the  signal  is  superimposed,  and  averaged 
over  the  reception  band.  We  can  then  paraphrase  the  above  definition, 

"  is  the  average. . . the  actual  transducer  "connected"  to  a  signal- 
free  region  of  the  skv."  (The  underlined  portions  are  changed  ) 

A  second  reason  for  avoiding  T  is  that  radiometer  usage  of  heterodyne 
systems  make  the  definition  of  F  inappropriate  since  a  different  re¬ 
lation  between  it  and  T^^  must  be  used  for  each  case.  For  instance,  in 
a  tuned  r-f  receiver 


T^,  -  290  (F  -  1) 

and  for  the  usual  heterodyne  case  when  both  the  image  and  signal  bands 
contribute  equslly  to  signal  and  unwanted  output  components 

T„  -  290  [(F/2)  -1)] 

For  minimum- detectabl e  input-temperature  increments,  given  a  con¬ 
dition  of  signal  level,  which  we  designate  AT(T)  where  T  is  signal-input 
temperature,  the  mean  input  level  will  include  a  contribution  from  the 
signal  as  well  as  from  unwanted  sources.  Then 


We  drop  the  her  over  T  .  for  convenience,  but  T.  is  an  averaae. 

O  ■  98  ^ 
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/'T(T)  -  M  Ul 

where  is  the  effective  input  temperature,  including  effective  signal 

temperature.  For  the  elemental  receiver 


G.  DETECTOR  CONSIDERATIONS 

Although  the  detection  process  can  be  accomplished  with  different 
types  of  detectors,  the  square-law  detector  was  chosen  for  the  above 
analysis,  a  choice  which,  for  small  signals,  results  in  no  loss  of  general¬ 
ity.  Strum  [Ref  4]  points  out  that  AT  must  be  increased  only  1  05  i f  a 
linear  detector  is  used  and  tha*  the  behavior  of  other  general-law  de¬ 
tectors  approaches  that  of  the  square-law  detector  for  small  signals. 

Lampard  [Ref.  5]  and  Kelly,  Lyons,  and  Root  [Ref.  6]  have  shown  the 
optimum  detector  law  to  be  the  square  law  for  a  simple  change  in  level 
measurement . 

H.  STABILITY  DISCUSSION 

In  the  analysis  of  the  elemental  receiver,  complete  stability,  in  the 
sense  of  constancy  of  the  receiver  characteristics  was  assumed  (although 
non-ideal  operation  as  far  as  unwanted  noise  sources  was  considered),  but, 
in  fact,  the  fluctuating  component  of  the  meter  deflection  is  dependent 
on  the  stability  of  the  receiver.  All  departures  from  a  stable  operating 
condition  contribute  an  addition  to  the  met er  - de f 1 ection  power  spectrum 
In  general,  the  additional  spectral  components  will  have  these  character¬ 
istics: 

1.  No  d-c  component  (by  definition) 

2.  Concentration  of  spectral  density  around  d-c 

3.  Rapidly  decreasing  strength  with  increase  of  frequency 

4.  Possible  peaks  or  line  spectra  associated  with  power- source  har¬ 
monics  or  microphonics 

The  result  of  the  output  variations  due  to  instability  will  be  to 
increase  AT.  However,  depending  on  the  instability  spectrum  compared  to 
that  of  the  signal,  the  result  can  be  more  or  less  deleterious  since,  for 
signal  variations  rapid  compared  to  those  due  to  instability,  the 
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detectability  of  the  signal  will  not  be  greatly  affected.  Slow  variations 
in  the  output  due  to  such  things  as  gain  deterioration  are  generally  re¬ 
ferred  to  as  drifts.  When  the  period  of  measurement  is  short,  the  drift 
is  quasi-linear  and  can  be  removed  from  the  record  without  serious  effect. 
As  the  relative  period  of  measurement  increases  and  the  drifts  take  on 
curvature  and  inflections,  they  constitute  a  serious  degradation  of  signal 
which  is  difficult  to  evaluate.  When  the  variations  have  taken  on  the 
character  of  fluctuations  they  arc  amenable  to  inclusion  in  the  minimum 
detectable  signal  expression  as  follows.  The  rms  value  of  fluctuations 
in  the  meter  deflection  referred  to  the  input  will  be  the  quadratic  sum 
of  components  due  to  sources  and  to  instabilities. 

AT  »  T^j 

where  I  is  the  fractional  rms  variation  due  to  instability  alone.  This 
expression  can  be  written  in  the  form 

AT/T,3  .  L,  +  (I/Ul)2  .  Ul  >  (6) 

where  y  is  the  instability  factor  for  the  receiver. 

Three  characteristics  of  a  receiver  that  can  produce  instabilities 
are  its  gain,  equivalent  noise  temperature,  and  frequency  response.  A 
change  of  any  of  the  three  will  produce  a  change  in  meter  deflection. 

The  noise  temperature,  however,  is  essentially  different,  since  it  does 
not  directly  influence  the  signal  amplitude 

One  approach  to  achieving  stability  is  by  stabilizing  the  gain  through 
an  automati c- gai n  control  (AGC)  system  What  is  commonly  called  AGC 
nsiri'ly  operates  to  maintain  constant  output  from  the  receiver  over  periods 
long  compared  to  signal  observing  times  and  does  not  operate  to  produce 
constant  gain  Consequently  any  gain  change  controlled  by  this  AGC  may 
in  fact  be  compensating  for  a  change  in  equivalent  noise  temperature 
This  situation  results  in  possible  subtle  changes  in  calibration  and  must 
be  con.sidered  when  this  AGC  is  used.  A  true  AGC  system  is  discussed  in 
Chapter  IV,  Section  C. 3. 

The  answer  to  difficulties  of  this  type  is  a  mode  of  operation  which 
makes  the  mean  meter  deflection  zero  in  the  absence  of  signal  Dicke 
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[Elef.  1]  described  such  a  receiver,  which  used  modulation  of  the  signal 
at  the  input  and  a  coherent  demodulation  at  the  receiver  output.  In 
the  absence  of  signal  the  modulation  component  in  the  receiver  is  ideal¬ 
ly  zero,  so  that  instabilities  do  not  contribute  to  the  mean  output  of 
the  coherent  demodulator.  The  PSD  of  the  coherent  demodulator  output  is 
determined  by  the  input  spectrum  in  a  band  set  by  the  smoothing  filter 
around  the  modulation  frequency  f^^.  By  locating  the  modulation  fre¬ 
quency  in  a  region  of  the  instability  spectrum  Bj(f),  where  the  value  of 
B|(f)  is  small,  the  major  effects  of  instabilities  are  eliminated.  Fig¬ 
ure  2.3  shows  a  typical  instability  power  spectrum  ar j  a  favorably  lo¬ 
cated  modulation  frequency 

Knowledge  of  the  function  Bj(f)  is  usually  poor,  but  the  general 
form  shown  in  Fig.  2. 3  seems  to  hold  in  practice  One  would  suspect 
Dj(f)  to  be  nonstationary  and  hence  difficult  to  predict  from  simple 
and  quick  measurements,  since  it  originates  chiefly  from  temperature, 
power  supply,  and  aging  variations.  Steinberg  [Ref.  ?]  measured  the 
instability  spectrum  for  some  receivers  and  showed  the  general  decrease 
in  intensity  with  frequency.  For  the  cases  he  considered,  it  appeared 
advantageous  to  use  modulation  frequencies  in  the  kilocycle  range  in 
order  to  take  advantage  of  the  modulation  technique. 

Dicke  receivers  must  sometimes  be  operated  with  a  modulation  com¬ 
ponent  present  at  all  times  because  of  practical  problems.  For  this 
case,  Bracewell  [Ref.  gl  gives  a  reduction  facto;  to  be  applied  to  the 
gain- instabi 1 i ty  contribution,  which  is  expressed  in  terms  of  the  noise 
temperatures  present  in  both  a  Dicke  system  and  in  an  elemental  re¬ 
ceiver  A  tacit  requirement  that  Bj ( f^ )  ■  0  is  involved,  however  In 
the  analysis  of  various  operation  modes  to  follow,  factors  of  this  type 
will  he  discussed. 

Another  approach  to  the  problem  of  operating  with  instabilities  has 
been  described  by  Selove  [Ref  9].  This  “d-c  comparison”  receiver  re¬ 
duces  the  mean  meter  deflection  for  zero  signal  to  zero  by  subtracting 
an  equal  mean  output  component  derived  from  a  second  receiver  channel 
designed  to  be  as  similar  as  possible  to  the  signal  channel  and  fed  from 
a  fixed  source  The  assumption  is  that  instabilities  would  affect  both 
channels  equally  and  produce  compensating  outputs  yielding  a  net  zero 
mean  meter  deflection.  The  instability  reduction  factor  for  this  re¬ 
ceiver  will  depend  on  the  similarity  of  the  two  channels. 
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A  third  approach  to  the  inatability  problem  waa  analysed  by  Goldstein 
[Refs  10,11],  In  this  receiver  the  input  signal  is  impressed  on  two 
channels,  which  have  independent  equivalent-receiver-noise  sources. 

After  amplification  the  outputs  of  the  two  channels  are  multiplied  to¬ 
gether.  In  the  absence  of  signal  the  output  of  the  multiplier  should  be 
zero.  Receivers  of  this  type  are  also  discussed  in  detail  in  the  follow¬ 
ing  chapters. 
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III.  TOTAL-POWER  RECEIVERS  AND  STABILIZATION 


A.  CHARACTERISTICS  OF  TOTAL- POWER  RECEIVERS 
1  Minimum  Detectable  Signal 

The  analysis  of  the  elemental  receiver  is  directly  applicable  to 
a  type  of  receiver  usually  called  a  total-power  or  d-c  receiver.  In  this 
receiver  we  find  all  the  components  of  the  elemental  receiver,  but  with 
the  gain  present  in  r-f  and  i-f  amplifiers  before  the  detector  and  in  d-c 
amplifiers  after  the  detector.  The  expression  for  AT  of  the  elemental 
receiver  is  usable  with  the  addition  of  the  instability  factor  defined  in 
Eq.  (6);  thus 


at  -  T„  Ul  > 


for  the  total  power  receiver 
2 .  Practical  Limitations 

The  mean  meter  deflection  due  to  T^^,  at  zero  signal,  is  often 
larger  than  the  deflection  due  to  the  signal,  so  that  it  is  common  prac¬ 
tice  to  subtract  a  fixed  d-c  level  corresponding  to  the  expected  mean 
meter  deflection  before  impressing  the  output  on  the  meter.  (The  quantity 
subtracted  is  often  called  the  “buck-out"  or  “back-off".)  This  practice 
increases  the  percentage  of  full-scale  deflection  per  unit  signal  but, 
of  course,  also  increases  the  percentage  deflection  for  output  changes  due 
to  instability  in  the  receiver. 

Since  the  only  way  to  stabilize  a  total-power  receiver  is  to  make 
each  part  more  stable  than  required  of  the  whole  receiver,  great,  and 
sometimes  impractical,  care  is  required  in  its  design  and  construction. 

A  useful  receiver  of  this  type  designed  for  observations  at  meter  wave¬ 
lengths,  is  described  by  Seeger,  Stumpers  and  van  Hurck  [Ref.  12]- 

B  CALIBRATION  PROCEDURES 

For  a  radio-astronomy  receiver,  convenient  scale  units  for  the  output 
are  ®K  of  effective  noise  temperature  at  the  input.  A  calibration  curve 
shows  the  relationship  between  input  temperature  and  scale  divisions  on 
the  output  meter 
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Ideally,  an  instrument  would  have  a  permanent  calibration  and  pre¬ 
ferably  a  linear  relationship  between  the  input  and  output.  In  practice, 
the  curve  will  depart  from  the  linear  ideal  to  some  extent  and  will  re¬ 
quire  recalibration  from  time  to  time  because  of  changing  conditions  in 
the  receiver.  A  particular  point  of  concern  is  the  detector  law.  Un¬ 
less  a  square-law  device  is  used,  the  average  level  into  the  detector 
will  affect  the  calibration. 

The  available  standards  of  noise  power  for  calibration  purposes  are; 

1  Astronomical  sources, 

2  Temperature-controlled  terminations  or  loads, 

3  Gas- di scharge  noise  generators,  and 

4  Diode  noise  generators. 

Each  of  these  can  be  used  in  a  variety  of  ways  to  determine  the  cali¬ 
bration  curve. 

1 .  Astronomical  Sources 

Astronomical  sources  as  standards  have  the  advantage  of  giving 
an  over-all  measure  of  the  performance  of  the  radiotel escope.  The  antenna, 
feed  system,  and  receiver  all  affect  the  resulting  output  when  a  radio 
source  is  observed.  Much  work  is  being  done  to  establish  the  strengths 
of  the  stronger  sources  for  just  such  use  [Refs.  13  -  16].  Two  disad¬ 
vantages  associated  with  their  use  are  the  scarcity  of  standard  sources 
and  the  limited  range  of  strengths  represented 

2  Temperature  Controlled  Terminations 

Temperature-controlled  terminations  are  the  most  accurate  stand¬ 
ards  of  power  in  use  at  the  present  time  In  conjunction  with  a  pre¬ 
cision  attenuator,  a  limited  range  of  strengths  can  be  obtained  for  use 
in  a  detailed  determination  of  receiver  calibration.  The  temperature 
range  is  restricted  because  of  practical  details  involving  materials  at 
extreme  temperatures,  temperature  coefficients  of  resistance  affecting 
impedance  match  and  gradients  of  temperature  in  the  calibration  system. 

3  Gas -Di  .scha  rge  Noise  Generators 

Gas- di scha rge  noise  generators  have  maximum  noise  temperatures  of 
10,000  to  20,000  Their  stability  is  good,  and  in  the  microwave  region 

they  provide  the  most  versatile  and  useful  sources  at  known  temperatures. 

In  general,  they  must  be  calibrated  against  thermal  sources  (2.  above) 
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4.  Diode  Noise  Generators 

Diode  noise  generators  have  a  somewhat  lower  frequency  range,  ex- 
tending  down  from  the  lower  microwaves.  To  obtain  good  accuracy  with  a 
diode  noise  source  care  must  be  used  in  the  measurement  of  diode  current 
and  in  the  provision  of  a  good  termination  over  the  frequencies  of  inter¬ 
est  These  noise  sources  also  must  be  calibrated  against  thermal-noise 
sources 

5 .  Recalibration 

The  receiver  must  be  calibrated  frequently  enough  to  provide  the 
desired  accuracy.  Sometimes  a  calibration  procedure  must  be  carried  out 
before  and  after  each  measurement  of  a  series,  while  sometimes  a  partial 
calibration  only  at  one  or  two  points  need  be  inserted  several  times  in 
the  course  of  observation.  Naturally  the  quality  of  the  instrument  de¬ 
termines  how  often  calibration  is  necessary. 

A  typical  calibration  curve  for  a  total  power  receiver  is  shown 
in  Fig  3.1  Deflection  of  the  output  meter  is  plotted  against  signal 
input  with  the  point  for  zero  signal  indicated.  The  curve  is  shown  ex¬ 
trapolated  to  a  zero  for  total  noise  input,  which  is  T^^  degrees  below 
the  signal  zero 

C.  EXTREME  GAIN -STABILITY  REQUIREMENTS 

Total-power  receivers  have  been  constructed  and  used  with  effective 
input  temperatures  from  a  few  hundred  to  several  thousands  of  degrees 
Kelvin  Typical  U^'s,  as  calculated  from  theoretical  receiver  parameters, 
go  as  low  as  a  few  parts  in  ten  thousand  It  is  evident  that,  in  order 
that  the  receiver  be  fully  utilized,  it  must  be  stable  to  a  similar  ex¬ 
tent.  In  order  to  achieve  stabilities  on  this  order,  one  must  to  begin 
with,  use  power  sources  that  are  sufficiently  stable  and  then  design  the 
receiver  itself  to  be  as  free  as  possible  from  other  sources  of  instabil¬ 
ity  Finally,  operation  in  a  controlled  environment  is  very  important. 

As  well  as  providing  a  receiver  as  stable  as  possible,  one  resorts 
to  calibration  checks  as  frequently  as  practical  in  an  effort  to  mini¬ 
mize  the  effects  of  the  remaining  instabilities  Many  receiving  systems 
perform  part  of  this  calibration  function  as  part  of  their  mode  of  opera¬ 
tion,  with  ttie  type  and  amount  of  stabilization  achieved  depending  on 
their  system  design  For  instance,  the  Dicke  receiver  can  be  thought  of 
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DEFLECTION 


FIG.  3.1  TlfPICAL  CALIBRATION  CURVE  FOR  A  TOTAL-POWER  RECEIVER  SHOWING 
THE  ZERO- SIGNAL  POINT  AT  AN  APPRECIABLE  DEFLECTION.  THE  DOTTED  EXTRA¬ 
POLATION  YIELDS  A  ZERO  FOR  TOTAL  NOISE  INPUT  T,,  DEGREES  BELOW  ZERO 
SIGNAL. 

as  one  which,  at  the  modulation  frequency,  provides  automatic  partial 
calibrations  spaced  from  each  other  by  very  short  intervals  of  time. 

D.  TYPES  OF  STABILIZATION 

For  a  receiver  that  is  ideally  linear  except  for  the  detector-power 
response,  we  can  express  the  calibration  curve  (z  vs.  T)  for  changes  in 
signal  temperature  T  as 


z(T)  -  flKj,  Kj,  T„,  T) 

for  a  given  detector  law.  Here  Kj  is  the  power  gain  before  the  detector, 

Kj  is  the  voltage  gain  after  the  detector,  and  is  the  average  effective 
system  noise  The  detector  output  is  a  function  of  the  total  power  at 
its  input,  represented  by  T.J..  This  output  can  be  expanded  in  a  Taylor 
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expansion  about  the  Tf  ■  T,,  level,  where  signals  are  then  represented  by 
T  *  Tj  -  Tjj,  thus 


y(T)  *  g(KiT..)  + 


g'(KjT..)KjT 


T  ) 

*e  • ' 


2! 


(K.T) 


With  the  gain  factor  K2  applied, 


( K  T  ) 

i(T)  .  Kjyd)  -  g(KiT,JK2  +  g' (K  jT,,  )K2K  jT  +  K2(kiT)2  +  ...  (7) 

When  considering  minimum  detectable  signals  with  T  zero, 

z(0)  -  K2  g(KiT,,). 

which  has  three  va ri abl es- -K2 ,  Kj,  and 
1 .  Zero-Point  Stabilization 

Zero-point  stabilization  is  achieved  when  z(0)  is  independent  of 
gain  and  system  noise  A  servo  system  that  compares  z(0)  against  a 
standard  and  operates  on  the  receiver  gain  to  make  z(0)  equal  to  the 
standard  can  produce  zero-point  stabilization.  Gain  changes  will  be 
corrected  if  the  servo  operates  to  change  Kj.  Changes  in  T,,,  however, 
will  require  a  compensating  change  in  gain  that  changes  the  scale  of  the 
calibration  curve.  The  detector  operating  level  will  be  held  constant 
so  that  the  shape  of  the  calibration  curve  will  change  only  as  a  large- 
signal  effect  (The  coefficients  g^(k|T^i)  in  Eq.  (7)  remain  constant 
but  the  (K|T)‘  factors  become  significantly  changed  for  large  signals.) 
Figure  3.2  shows  a  gated  AGC  system  with  these  characteristics. 

Another  way  of  assuring  z(0)  equals  a  constant  is  by  making 
g(KjT^^)  equal  to  zero  The  Dicke  receiver  does  not  respond  to  T^,  and 
hence  effectively  sets  z(0)  *0  In  this,  then,  r ecei ver- gai n  changes 
result  in  changes  of  cal i bra tion- seal e  factors  and  T^^  changes  have  no 
effect  directly.  Since  the  detector  level  is  not  maintained  in  any  way, 
both  gain  and  T^^  changes  will  tend  to  shift  the  operating  level  and  thus 
can  change  the  calibration  Figure  3.3  shows  such  a  Dicke  receiver  and 
the  resultant  calibration  curves  for  changes  in  gain  and  T^^. 
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DETECTOR  OPERATING  POINT  CONSTANT  BUT  CALIBRATION  CHANGES 


FIG.  3.2  GATED  AGC.  GATED  TOTAL-POWER  RECEIVER  WITH  ZERO- SIGNAL  POINT 
STABILIZATION 
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NEI1HER  DETECTOR  OPERATING  POINT,  NOR  CALIBRATION  CCNSTANT 


FIG.  3.3  DICKE-TYPE  RECEIVER  WITH  ZERO-SIGMAL  POINT  STABILIZATION. 
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Another  possible  zero -point  stabilization  method  is  to  use  a  com¬ 
bination  of  the  two  systems  above  [Ref.  7l  Figure  3.4  shows  such  a  re¬ 
ceiver  with  a  Dicke  signal  output  but  gated  AGC.  This  receiver  maintains 
constant  calibration-scale  factors  with  gain  changes  but  not  changes, 

in  contrast  to  the  straight  Dicke  receiver,  in  which  the  opposite  is  true. 

2.  Two-Point  Stabilization 

Two-point  stabilization  is  achieved  when  two  fixed  inputs  result 
in  two  fixed  outputs  The  control  of  the  two  gain  variables  Kj  and  Kj 
is  not  sufficient  to  ensure  that  the  calibration  curve  will  pass  through 
two  points,  in  general,  unless  we  make  z(0)  =  0  in  some  way.  Then  control  of 
only  one  gain  variable  can  force  the  calibration  curve  through  a  desired 
point  as  well  as  the  constant- zero  signal  point.  If  we  can  control  both 
gain  variables,  then  the  detector  operating  level  can  also  be  held  con¬ 
stant.  Figures  3.5  and  3.6  show  block  diagrams  and  calibration-curve 
sketches  for  two  point- stabi 1 i zed  receivers.  Information  concerning  the 
three  input  levels  must  be  recoverable  at  the  receiver  output  through 
suitable  modulation  techniques.  The  receiver  shown  in  Fig.  3.6  has  the 
two  servo  gain  controls  and  maintains  the  detector  operating  level  con¬ 
stant. 

When  the  characteristics  of  the  receivers  are  not  known  explicitly 
it  is  difficult  to  predict  whether  two-point  stabilization  with  or  with¬ 
out  maintaining  detector  operating  level  will  be  more  advantageous.  The 
one  showing  the  least  departure  from  the  original  calibration  curve  over 
the  range  of  signals  expected  would  be  most  desirable  These  facts  point 
out  the  great  advantage  of  a  linear  power  response  (such  as  the  ideal 
square- law  detector  provides)  which  eliminates  de tecto r-operati ng- 1 evel 
problems. 

The  slope  of  the  calibration  curve  can  be  stabilized  by  using  the 
additive  modulation  scheme  shown  in  Fig.  3.7.  A  modulated  component  is 
added  to  the  total  noise  input  and  the  receiver  gain  is  adjusted  to  keep 
the  output  constant  for  this  modulated  component.  This  process  permits 
the  effective  sensing  of  the  slope  of  the  calibration  curve  and  keeps 
the  slope  constant  for  large  dynamic  ranges.  As  shown,  however,  the  zero 
signal  point  is  a  function  of  T^^  This  arrangement  can  be  called  a 
modulated  pi lo t - si gnal ,  total-power  receiver. 

Another  system  that  achieves  two-point  stabilization  uses  a  ratio 
indicator  for  the  output  Figure  3.8  shows  the  block  diagram  of  such  a 
receiver  with  two  reference  sources  time  shared  with  the  signal  and  two 
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DETECTOR  OPERATING  POINT  CONSTANT  BUT  CALIBRATION  CHANGES 


FIG.  3.4  GATED  AGC  OICKE  RECEIVER  WITH  ZERO-SIGNAL  POINT  STABILIZATION. 
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CALIBRATION  DEPENDS  ON  DETECTOR  OPERATING  POINT 


CONSTANT 

ZERO-SIGNAL 

POINT 


FIG.  3.S  DUAL- REFERENCE  MODULATED  RECEIVER  WIIH  ONE  SERVO  GAIN  CONTROL  PRO¬ 
DUCING  T«0-P0INT  STABILIZATION. 


33 


•I'Hl’ 


ANT 


T 


1 


CONSTANT. 
ZERO. SIGNAL 
POINT 


FIG.  3.6  DUAL- REFERENCE  MCDULATED  RECEIVER  WIIR  HO  SERVO  GAIN  OONTPOLS  PRODUCING 
TIO-POINT  STABILIZATION  AND  CONSTANT  DETECTOR  OPERATING  POINT. 
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CALIBRATION  SLOPE  CONSTANT  BUT  DETECTOR  OPERATING  POINT  NOT 


FIG.  3.7  MODULATED  PILOT-SIGNAL  TOTAL-POWER  RECEIVER. 


CALIBBATION  DEPENDS  ON  DETECTOR  OPERATING  POINT 


DEFLECTION 


FIG.  3.8  RECEIVER  GIVING  TWO-POINT  STABILIZATION  USING  A  RATIO  INDICATOR  FOR 
THE  OUTPUT. 
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coherent  demodulators  providing  measures  of  the  strength  of  the  signal 
relative  to  one  reference  and  the  difference  in  strengths  between  the  two 
references.  The  ratio  of  these  two  measures  is  zero  for  equal  signal  and 
compared  reference  strengths,  regardless  of  gain  or  conditions.  The 
calibration  depends  on  the  detector  operating  level  but  is  otherwise 
stabi li zed. 

Still  another  approach  to  stabilizing  the  calibration  curve  for 
changes  in  receiver  characteristics  is  the  use  of  a  null-balance  principle. 
The  receiver  actr  s  an  error -detecting  device,  which  then  actuates  a 
control  system  to  reduce  the  error  to  zero.  The  difference  between  the 
signal  and  a  controllable  reference  source  is  the  error.  Consequently 
the  system  operates  to  maintain  the  signal  and  reference  aource  in  equality 
and  a  record  of  the  reference  level  is  a  record  of  the  signal  level.  In 
a  static  situation,  the  calibration  of  this  system  is  free  from  changes 
in  receiver  characteristics  but  its  dynamic  performance  depends  on  sta¬ 
bility  within  the  receiver.  As  would  be  expected,  a  large  decrease  in 
gain  would  result  in  a  sluggish  system  and  large  lag  errors  for  rapidly 
changing  signals.  Ryle  and  Vonberg  [Ref.  1?]  described  such  a  system 
for  measurement  of  solar  r-f  radiation.  Figure  3.9  shows  a  block  diagram 
of  a  Ryle  and  Vonberg  type  receiver. 
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FIG.  3.9  NULL- BALANCING  RECEIVER  STABILIZED  AGAINST  GAIN  AND  T^^  CHANGES  AND 
INDEPENDENT  OF  DETECTOR  OPERATING  POINT. 
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IV.  MOBE-aOMPLEX  RECEIVERS 


A.  STABILUED  RECEIVERS  WITH  UNMODULATED  SIGNAL 

As  mentioned  earlier,  two  of  the  approaches  to  achieve  freedom  from 
instabilities  applied  to  radio-astronomy  receivers  are  d-c  comparison 
techniques  such  as  reported  by  Selove  and  correlation  techniques  such  as 
discussed  by  Goldstein.  Both  of  these  methods  use  two  channels  and  de¬ 
pend  on  the  statistical  independence  of  the  two  sources  of  equivalent 
input  noise. 

1 .  Selove-Tvoe  Receivers 

Zero-point  stabilization  is  the  goal  of  receivers  of  the  Selove 
type  The  zero  signal  output  of  the  total-power  receiver  depends  on  the 
gain  and  T,,  of  the  equipment,  and  subtraction  of  a  fixed  d-c  level  from 
the  output  does  not  alter  this  dependency.  However,  if  it  were  possible 
to  subtract  a  level  which  was  a  function  of  gain  and  T^^,  the  resulting 
output  could  be  zero-point  stabilized  Consider  a  receiver  which  has 
twin  channels  for  amplification,  detection,  and  smoothing.  To  the  first 
order  of  approximation,  gain  and  T^^  changes  are  the  same  in  both  channels, 
so  that,  if  a  fixed  noi  se- tempera  ture  input  is  provided  for  both  channels, 
the  outputs  (including  instability  contributions)  will  have  the  same  mean 
values  and  a  resulting  zero  mean  difference.  To  the  extent  that  this 
approximation  is  true  in  a  practical  system,  the  Selove-type  receiver  is 
zero  point  stabilized  Figure  4.1  shows  a  block  diagram  for  receivers  of 
this  kind. 

The  output  of  each  channel  will  have  an  equal  rms  variation  about 
its  mean  and  the  difference  between  these  two  will  have  an  rms  variation 
that  is  y/l  times  an  individual  value  If  one  of  the  two  identical  chan¬ 
nels  has 

u^  •  \i'/TKi 

then  the  Selove-type  receiver  has 

Ul  «  /2  /  (8) 

In  order  to  compare  this  with  other  receivers,  the  extra  channel 
bandwidth  should  be  accounted  for  by  allotting  the  total  signal  and 
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SIGNAL 


FIG.  4.1  BLOCK  DIAGRAM  OF  A  SELOVE  TYPE  “D-C  COMPARISON”  RECEIVER. 

comparison  bandwidth  to  the  other  receiver  When  this  is  done  the  Selove 
receiver  has  a  value  of  AT  twice  that  of  a  total  power  receiver.  The 
ratio 


'^'^‘selov  ,  /i  /  /xAf  ,  2 

^^Tot.l  Power  l//T2Af 

Operation  with  a  comparison  channel  using  parameters  different 
from  those  of  the  signal  channel  is  possible.  In  general,  the  signal, 
by  its  nature,  will  determine  the  integration  time  required.  If  the 
comparison  channel  had  less  integration  time,  the  output  would  be  noisier 
than  necessary,  and  if  it  had  more  the  instability  spectrum  above  the 
cutoff  frequency  of  the  comparison  channel  smoothing  filter  and  below 
the  cutoff  of  the  signal  channel  smoothing  filter  would  tend  to  produce 
pseudo- signal  outputs.  Therefore,  equal  integration  times  is  a  reason¬ 
able  situation 

For  differences  in  reception- fi 1  ter  bandwidths,  consider  the  follow 
ing.  For  an  ideal  d- c  comparison  receiver  we  have  plotted  ^T/AT^^j,  (the 
dashed  curve  in  Fig.  4.2)  the  ratio  of  its  AT  to  that  for  a  standard  total 
power  receiver  with  the  same  signal  bandwidth  against  the  ratio  of 

compari son- channel  bandwidth  Af^  to  si gnal - channel  bandwidth  Af^.  As  the 
comparison-channel  bandwidth  becomes  larger,  the  performance  approaches 
that  of  the  standard  receiver  and  at  1 ow- compa ri son  bandwidths  it  is  much 
worse.  When  Af^/Af^  *  1  the  value  of  the  ratio  is  /2  ,  as  would  be  ex¬ 
pected  from  Eq  (8).  A  further  comparison  is  provided  by  the  solid 
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FIG.  4.  2  CONDITIONS  OF  RELATIVE  BANDWIDTH  AND  INSTABILITY  FACTORS  WREN  A  TOTAL- POWER  RECEIVER  IS  SUPERIOR 
TO  A  d-c  COIVARISON  RECEIVER.  THE  STANDARD  MINIMUM  DETECTABLE  SIGNAL  AT,^^  IS  THAT  FOR  A  TOTAL-POWER 
RECEIVER  WITH  7  -  1  AND  TWO  EQUAL  BANDS,  Af.  AND  Af..  USED  FOR  THE  SIGNAL. 


curves  in  Fig.  4.2,  which  show  the  ratio  for  a  family  of  total- 

power  receivers  with  different  instability  factors  y.  The  bandwidth  for 
these  receivers  is  taken  to  be  equal  to  ^f^[l  (^f^/^f,)]  or  all  the 

bandwidth  is  used  in  the  signal  channel.  When  y  *  2  the  d- c  comparison 
receiver  yields  larger  AT's  for  all  bandwidth  ratios  except  unity,  in 
which  case  the  two  are  equal. 

For  a  stable  receiver  with  y  small,  the  total-power  configuration 
has  an  advantage,  but  as  y  increases  the  d-c  comparison  receiver  has  a 
smaller  AT.  In  practice,  the  comparison  receiver  will  be  non-ideal,  so 
that  its  curve  would  be  raised  and  its  relative  advantage  would  be  re¬ 
duced.  Thus  we  can  say  that,  for  conditions  under  which  the  total  usable 
bandwidth  ia  not  limited  for  other  reasona  and  a  reasonably  stable  re¬ 
ceiver  can  be  achieved,  the  extrr  bandwidth  of  a  second  channel  is  more 
useful  for  signal  than  for  d-c  comparison  purposes. 

To  approximate  the  condition  of  identical  inatability  behavior, 
the  two  channels  would  have  to  be  obtained  by  band  filtering  at  the  input 
and  output  of  a  aufficiently  wideband  amplifier.  This  requirement  places 
a  strict  condition  on  relative  bandwidth  stability  for  the  channels  and 
is  probably  the  moat  difficult  requirement  to  meet  in  obtaining  good 
performance  from  a  receiver  of  thia  type. 

2 .  Correlation-Type  Receivers 

This  classification  could  well  be  called  autocorrelation  receivers 
when  used  to  describe  operation  using  a  single  signal  input,  in  contrast 
to  interferometer  radiotelescopes  using  two  inputs.  Signal  processing 
begins  with  a  splitting  of  the  input  into  two  equal  and  necessarily 
fully  correlated  signals.  These  are  separately  equally  amplified  and  in¬ 
variably  degraded  with  independent  receiver  noise  and  then  multiplied 
together.  The  product  signal  is  then  smoothed  with  some  integrating  time 
and  the  result  appears  at  the  receiver  output  as  a  meter  deflection.  The 
ideal  process  can  be  described  in  mathematical  terms  as  follows,  letting 
a/v^  be  one  half  the  signal  on  a  power  basis; 

i(t)  ■  [(a//2)  (t)  •  (s//2)  (t)]  •  h(t). 

The  smoothing  filter  impulse  response  is  h(t),  which  can  be  written  out  as 

t 

■  4  J  h(t-  t')  dt*  .  (9) 

^  -at 
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This  equation  can  be  compared  with 


P,(t,T)|  .  J  a  (t')  1  dt',  (10) 

’•“0  tT  ^ 

the  value  of  the  autocorrelation  function  for  s(t)  at  any  epoch  t  and  with 
zero  time  displacement  between  s(t)  and  itself.  When  T  grows  large  the 
function  p,(0)  changes  very  slowly,  so  that  Eq.  (9)  will  be  nearly  equal 
to  Eq.  (10)  when  the  equivalent  width  of  the  smoothing  filter  impulse  re¬ 
sponse  corresponds  to  large  7  values.  To  the  degree  that  this  approxima¬ 
tion  holds,  an  autocorrelation  is  being  performed;  hence  the  name. 

A  prime  problem  in  receivers  of  this  type  is  the  necessity  of 
splitting  the  signal  and  at  the  same  time  preventing  the  coupling  of  noise 
from  the  input  of  one  receiver  channel  to  the  other.  This  coupled  loiee 
would  appear  at  the  multiplier  as  a  correlated  component  and  hence  pro- 
Quce  a  zero- signal  deflection.  Since  the  idea  i s  to  have  no  zero- signal 
deflection  in  order  to  stabilize  the  system  against  gain  changes,  such 
coupled  noise  is  undesirable. 

A  matched-tee  junction  in  a  waveguide,  or  its  equivalent  in  other 
transmission  lines,  is  a  convenient  method  of  splitting  the  signal  equally. 
Coupling  is  still  present,  however,  therefore,  further  steps  must  be  taken 
to  control  this  factor  When  isolators  are  inserted  between  the  tee  and 
each  receiver  an  improvement  is  possible  since  the  source  of  the  coupled 
noise  then  is  divorced  from  the  input  of  each  channel  and  becomes  well 
behaved.  The  equivalent  coupl ed-noi se- sour ce  temperatures  are  then  equal 
to  the  isolator  temperatures  A  step  beyond  this  configuration  is  to  use 
circulators  in  place  of  isolators  as  shown  in  Fig.  4.3.  Then  the  noise 
sources  are  not  only  known  but  are  terminations  that  can  be  refrigerated 
if  desired  In  any  event,  the  analysis  of  the  circulator  case  covers 
the  othe."  two  and  makes  the  noise  sources  easily  visualized. 

In  Fig.  4.3  the  noise  voltages  s(t),  Vj(t),  Vjft),  nj(t)  and  n2(t) 
are  all  related  to  an  equivalent  noise  source  by  a  relation  such  as 

CO 

<s2>  .  4kTR  J  G(f)  df 

-  CO 

or 

00 

<vf>  -  4kT(,  R  /  G(f)  df 
1  ~  ® 
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FIG.  4.3  CORRELATION  RECEIVER  USING  CIRCULATORS. 


The  matched- tee  junction  splits  the  energy  coming  from  the  antenna  so 
that  a  power  <h^>t2  appears  in  each  branch  along  with  the  voltage  %//2, 
Energy  flowing  from  the  circulator  load  towards  the  matched  tee  meets  a 
mismatch  at  the  junction  and  an  unequal  division  of  energy  occurs.  The 
power  in  the  antenna  line  is  one  half,  the  power  in  the  line  to  the  other 
receiver  is  one  quarter,  and  the  power  reflected  is  also  one  quarter  of 
the  input  power.  Energy  flowing  toward  the  antenna  will  be  radiated  while 
the  components  flowing  from  the  junction  to  the  receivers  will  constitute 
a  completely  correlated  but  opposite-polarity  signal.  Thus  each  circu¬ 
lator  load  produces  at  the  output  a  negative  meter  deflection.  Noise 
sources  at  the  receiver  inputs  produce  energy  flowing  toward  the  circula¬ 
tors,  where  it  is  absorbed  in  the  circulator  load. 

For  this  receiver  the  mean  meter  deflection  will  be 


<i>  ■  <a2/2>  -  <vj/l6>  -  <v2/16> 

In  practice  the  zero-signal  condition  will  not  mean  T  ■  0  because  of  the 
equivalent  noise  temperature  of  the  system  before  the  tee  junction.  The 
mean  meter  deflection  with  zero  signal  can  be  nulled  if  the  temperatures 
T(-^  and  Tq^  are  properly  maintained. 

Appendix  B  contains  the  analysis  for  the  correlation  receiver  of 
Fig.  4.3.  With  the  approximation  that  the  smoothing  filter  is  much 
narrower  than  the  reception  filters  or  the  integration  time  mud.  longer 
than  the  correlation  time  of  the  random  voltages  at  the  multiplier  input, 
the  analysis  is  straightforward.  In  evaluating  the  autocorrelation 
function  P^(t)  for  the  multiplier  output  we  have  used  the  general  relation¬ 
ship  below  for  gaussian  random-noise  voltages  with  zero  mean  values  from 
well  behaved  processes,  which  gives  the  time  average  for  a  product  of 
four  such  variables  in  terms  of  products  of  pairs  of  the  variables  [Ref.  18] 
For  the  term  involving  the  receiver  noise,  for  instance, 

<nj (tlnjltlnj (t+T)n2(t+T>  ■  <n j ( t Inj ( t  )>  <nj (t+T)n2(t+T)> 

+  ’<nj(t)nj(t+T)>  <n2( t)n2( t+T)> 

+  <nj(t)n2(t+T)>  <n2(t)nj(t+T)> 
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After  reducing  the  expreaaion  for  P^(t)  to  the  aum  of  teraa  obtained  aa 
above,  ita  Fourier  tranaform  ia  taken  to  obtain  By(f),  the  power  apectral 
denaity  at  the  multiplier  output.  The  amoothing- filter  power- tranafer 
charac teri ati c  ia  then  applied  to  obtain  the  receiver-output  power 
spectrum.  From  this  we  can  write 

K  • 

<a>  -  k[H(0)]  /  G(f)  df[(T/2)-(Tc  /16)-(Tc  ^ 

.A  1  2 


for  the  meter  deflection  end 


S  -  k[H(0)]^  ;  G(f)  df  (AT/2) 


for  the  signal  or  mean  meter  deflection  increment  due  to  an  input  tempera¬ 
ture  increment  AT.  The  noiae  output  will  be 


N 


CO  -1  H  ^ 

/  H(f)  df  k[G*G|  r  T,,. 

-  CD  J  ® 


Now,  uaing  unity  aignal  to  noiae  ratio  to  define  AT,  we  write 


S/N 


k[H(0)]^  /  G(f)  df  (AT/2) 


*  CD  ""  H 

k  /  H(f)  df  [G*G|  T.. 

L  -CO  J  0  *• 


and 


at  •  >(/2//TAf)  T,, 

following  the  definitions  for  bandwidth  and  integration  time  discussed 
above. 

The  system  effective  noise  temperature  T^,  contains  contributions 
from  all  the  noise  sources  as  given  beloW: 


-  46  - 


T..  •  (T.,,T.,jMT/2)(T„^*T„^)  *  1(T.,,Tc,*T.,^Tc^)/16)1 

*  t(T.,,Tc,  ♦T„Jcj)/16l  HtVi)  *  <Tc,Tcj/6«) 


+  [(Tr  2+Tp  2)/128]} 


For  the  case  when 


T  ■  T  ■  T 

*erj  *er2  «»■ 


and 


we  have 


Tc,  -  Tc^  •  Tc 


T..  •  [T„2+TT.^MT„V*)^<'r*/2)MTc2/32)] 


.  T..[l  +  {T/T„>HV4T„WTV2T„2)^<rc2/32T,,2)] 


When 


T/T„  <  I 


and 


Tc/T.r  <  1 


we  can  write 


T..  "  T,,  {1  +  (1/2T„)[T  +  (V4)]} 


^  T  +  (T/2)  + (Tc/8) 
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Gain  changes  produce  changes  in  the  output  when  [T  -  (Tq/4)]  does 
not  equal  zero.  Following  Bracewell  [Ref.  Sl >  we  form  the  ratio  of  mean 
meter  deflection  for  the  correlation  receiver  to  that  for  a  total-power 
receiver  to  obtain  an  instabi li ty- reduction  factor 


^  [T-  (Tc/4)]/2 
T  +  T 


to  be  applied  to  the  contribution  I  (see  Eq.  (6). 

The  correlation  receiver  of  Fig.  4.3  has  been  shown  to  have  a 
1.414-times  larger  minimum  detectable  signal  than  a  total-power  receiver, 
but  again  using  twice  the  total  reception- fi 1  ter  bandwidth  because  of 
two  channels.  On  this  basis  the  comparison  factor  should  be  two.  Zero- 
signal-point  stabilization  is  possible  by  temperature  control  of  the 
circulator  loads  and  partial  stabilization  is  assured  since  receiver 
noise  contributions  are  eliminated. 


When  a  matched  tee  without  circulators  is  used,  the  receiver  noise 
sources  feeding  the  antenna  take  the  place  of  and  in  the  analysis 
of  cross- coupled  noise.  Since  little,  if  any,  control  is  possible  on 
these  noise  sources,  the  receiver  has  mainly  the  advantage  of  removing 
mean  meter  deflections  due  to  receiver  equivalent  input  noise  plus  a 
minimum  detectable  signal  only  1.414  times  that  of  a  total-power  receiver. 


With  isolators  a  similar  statement  holds,  but  with  the  advantage, 
as  mentioned  above,  of  well  defined  sources  at  known  temperatures  for 
the  cross-coupled  noise. 


When  a  matched  hybrid  junction  or  magic  tec  is  used  to  split  the 
signals,  the  multiplier  input  consists  of  voltages  similar  to  those  of 
the  previous  discussion  In  Fig.  4.4.  the  fourth  port  of  the  magic  tee 
has  a  termination  at  a  temperature  Tj  that  provides  noise  energy  for  the 
two  channels  of  opposite  polarity  but  correlated  voltai^e.  This  energy 
splits  equally,  so  that  the  voltage  in  the  channels  will  be  i- ^  The 

corresponding  value  for  T^^  for  this  receiver  will  then  be 


[T  2 

‘  e  r 


+  TT. 


T2  +Tj2)' 


~  T^^  +  (T/2)  + (Tj/2) 
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T.i(t) 


FIG.  4.4  GORRELATION  RECEIVER  USING  A  MAGIC  TEE  AT  THE 
INPUT. 
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while  the  mean  meter  deflection  will  be  proportional  to 

(T/2) -  (Tj/2) 

Although  Tj  would  have  to  be  maintained  at  a  lower  temperature  than 
in  order  to  null  the  zero^aignal  mean  meter  deflection,  the  magic  tee 
has  the  advantage  of  avoiding  any  signal-path  loss  of  circulators. 

Thus  far  in  discussing  correlation  receivers,  the  multiplier  has 
been  assumed  to  be  an  ideal  element.  Practically  they  represent  a  dif¬ 
ficult  portion  of  the  receiver  to  implement.  Blum  [Ref.  9]  discusses  a 
type  of  multiplier  that  uses  essentially  the  quarter- square-di fference 
principle.  He  suggests  connecting  the  two-channel  outputs  to  two  porta 
of  a  hybrid  junction,  with  the  result  that  sum  and  difference  signals 
appear  at  the  other  two  porta.  Each  of  these  is  squared  in  a  square-law 
detector  and  finally  the  detector  outputs  are  subtracted  to  get  the 
product  term.  When  this  method  of  multiplication  is  used  with  the  re¬ 
ceiver  of  Fig.  4.4  the  mean  meter  deflection  will  be 

<i>  .  <s2>  .  <£2> 

%  * 

•  ktH(O)]  J  G(f)  df  (T  -  Tj) 

-• 

The  relative  noiae  output  for  this  multiplier  is  the  same  as  that 
of  an  ideal  device  and,  consequently,  the  minimum  detectable  signal  is 
the  same,  i  .  e.  , 

AT  -  >/2  T^,  I/Zt^ 

wh  ere 

Te.  ■  T.r  {1  +  [(T+Tj)/2T,J}. 

From  these  considerations  we  see  that  the  correlation  receiver  can  be 
realized  in  this  manner  without  sacrificing  performance  if  care  is  taken 
with  the  practical  difficulties  such  as  balancing  of  the  hybrids  and 
duplication  of  detector  responses 
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B.  STABILIZED  RECEIVERS  »ITH  MODULATED  SIGNALS 


1 .  Introduction 

Several  receivers  fall  into  a  mixed  clasai fication.  For  inatance, 
a  correlation  receiver  can  be  deaigned  to  uae  time  aharing  of  a  single 
channel,  uaing  the  quarter* square  multiplication  process.  With  this 
process,  alternately,  the  sum  and  the  difference  of  a  split  input  signal 
are  aquared,  with  alternate-period  outputs  subtracted  from  each  other  and 
a  final  smoothing  performed.  This  process  could  also  be  described  as  a 
signal  modulation,  since  in  the  sum  periods  the  signal  power  is  present 
while  in  the  difference  periods  the  signal  power  is  cancelled  out.  Further¬ 
more,  this  process  has  the  characteristics  of  a  phase- swi tched  system  in 
that  sum  and  difference  signals  can  be  formed  by  switching  a  180-deg 
phase  shift  in  and  out  of  one  split-signal  channel. 

Receivers  that  fit  these  descriptions  will  be  handled  as  modulated- 
signal  receivers.  The  method  of  stabilizing  a  receiver  as  described  by 
Dicke  [Ref.  1]  is  the  classic  example  of  a  receiver  that  uses  a  modulated 
signal.  This  type  of  receiver  keeps  the  signal  information  identifiable 
in  the  total  noise  with  a  signal  modulator  ahead  of  as  much  of  the  noisy 
portion  of  the  system  as  possible.  At  the  output,  knowledge  of  the 
characteristics  of  this  modulation  allows  the  extraction  of  the  signal 
and  at  the  same  time,  the  supression  of  the  d-c  component  due  to  T^,. 

2 .  Dicke-Tvoe  Receivers 

In  Dicke  receivers  the  effective  input-temperature  modulation  is 
proportional  to  the  signal  strength  and  demodulation  is  performed  co¬ 
herently  after  detection  to  obtain  a  measure  of  the  signal.  This  measure 
is  presented  on  a  meter,  which,  in  the  absence  of  signal  and  hence  of 
modulation,  has  a  zero  mean  deflection. 

The  receiver  input  is  commutated  between  the  aignal  source  and  the 
reference  source  by  the  modulator.  This  commutation  occurs  periodically 
at  a  frequency  f^  and  the  effective  modulated  input  temperature  can  be 
wri tten 


T.^  .  T,(t)  T  +  [1  -7,(t)]  T,,J 

where  is  the  noise  temperature  of  the  reference  source  and  T  is  that 

of  the  signal  source.  This  form  of  expression  comes  from  considering  a 
variable  attenuator  in  the  signal  path  whose  power- transfer  characteristic 
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as  a  funrtion  of  time  is  rjit)  and  whose  attenuating  element  is  at  tem¬ 
perature  For  sinusoidal  modulation  the  function 

7j(t)  ■  (1  +  C08  2v{^t)/2 
or,  for  square-wave  modulation, 

7j(  t)  »  -1  { 1  +  (4/7t)  [cos  27rf  t  -  ( 1/3)  cos  2773f  t  +  (1/5 )  cos  2vil  t  -  .  . .  ] } 

2  B  n  ■ 

or,  in  general , 


1  1 

”  o  o  ^  exp(jn277f^t) 

2  2  n,.oo  n 

.  [l+/i(t)]/2 

The  function  y.(t)  determines  the  modulation  waveform  For  sinusoidal 
modulation  /x(t)  is  sinusoidal,  for  square-wave  modulation  /i(t)  is  square- 
wave,  etc.  The  restriction  that  T^  be  positive  requires  that 

M(t)|  •  1 

■  •X 

A  rather  qualitative  discussion  that  gives  the  minimum  detectable 
input- temperature  increment  for  square-wave  modulation  follows. 

An  ideal  switch  alternately  connecting  the  signal  source  and  the 
reference  source  to  the  receiver  input  will  produce  square-wave  modula¬ 
tion  The  effective  receiver-input  noise  temperature  source  is  con¬ 
nected  at  all  times.  On  the  average,  the  detector  output  during  the  two 
halves  of  the  cycle  will  be  proportional  to  the  sum  of  T  end  T^^.  and  the 
sum  of  T^^£  and  T^^,  The  standard  deviation  from  the  mean  for  an  indi¬ 
vidual  half  period  (l/2fj,)  average  of  the  detector  output  can  be  written 


as  «  (T+T,^)  /2f„/Af 


for  the  signal  and 
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"r.t*  <T,.t*T.,) 

for  the  reference.  The  receiver  output  will  be  proportional  to  the  dif¬ 
ference  between  the  mean  value  in  the  two  conditiona,  and  thia  meaaurement 
will  have  a  atandard  deviation  that  ia  the  quadratic  aum  of  Cg  and 
For  the  caae  in  which  't  and  are  equal,  the  atandard  deviation  for 

the  output  expreaaed  aa  the  minimum  detectable  input* temperature  incre¬ 
ment  will  be 

at  •  (T  +T^,)  /2f,/Af 

.  2(T  +  T^,)  /f,/Af  (25) 

We  aee  that  the  M  factor  for  thia  mode  of  operation  equala  2,  twice  that 
for  total-power  operation  uaing  a  amoothing  filter  with  r  ■ 

factor  (from  the  value  of  M)  cornea  from  the  need  to  compare  two  equally 
noiay  levela  and  the  aecond  becauae  the  time  apent  obaerving  either  level 
is  half  that  possible  with  total-power  operation.  (This  reduction  in 
observing  time  enters  into  the  expression  for  AT  above  aa  a  value  of  r 
one-half  that  possible  with  total-power  operation.)  Further  smoothing 
affects  both  systems  equally  and  hence  does  not  change  the  modifying 
factor  M  ■  2. 

For  a  switch  that  spends  unequal  times  in  the  two  positions,  76 
being  the  fraction  of  the  switching  period  spent  in  one  position, 

AT  »  (T  +  T^.j)  /f/M  /1/^(1  -yS)  . 

Since  this  expression  is  a  minimum  for  yS  ■  1/2,  square-wave  switching  can 
be  considered  optimum  and  the  value  of  M  ■  2a  minimum. 

Appendix  C  contains  a  detailed  analysis  of  a  modulated  receiver. 

The  block  diagram  in  Fig.  4.5  shows  the  generalized  form  for  this  re¬ 
ceiver.  The  modulation  considered  here  is  a  power  modulation;  i.e., 
the  modulator  output  power  is  made  to  vary  in  a  specified  manner.  Dicke’s 
[Ref.  1]  receiver  used  a  rotating  attenuator  in  the  input  waveguide  and 
obviously  falls  in  this  category  Goldstein  [Ref.  191  and  Strom  [Ref.  20] 
discuss  sinusoidal -voltage  modulation,  which  seems  to  be  an  artificial 
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situation,  although  it  can  be  shown  to  yield  the  same  results  as 
sinusoidal  power  modulation  in  the  cases  they  considered. 

After  the  detector,  two  components  are  added  that  are  not  present 
in  the  total-power  recei ver •• the  video  filter  and  the  coherent  demodulator. 
The  second  of  these  is  essential  while  the  use  of  the  first  is  controlled 
mainly  by  practical  considerations.  Frequently,  in  order  to  avert  over¬ 
loading  in  stages  just  prior  to  and  in  the  coherent  demodulator,  it  be¬ 
comes  advisable  to  limit  the  noise  power  by  a  rather  narrow  filter.  This 
filter,  whose  power- transfer  characteristic  is  K( f ) ,  is  made  wide  enough 
to  avoid  trouble  with  phase  shifts  and  amplitude  changes  produced  by 
drifts  of  tuned  circuits  and  modulation  generators.  Therefore,  the  smooth¬ 
ing  filter  determines  the  noise  bandwidth  after  detection. 

The  coherent  demodulator  can  be  described  as  a  multiplying  element 
in  which  the  product  of  a  signal  and  a  reference  voltage  is  produced.  The 
signal  output  is  at  a  d-c  voltage  level  depending  on  the  amplitude  of  the 
signal  input  and  its  phase  relative  to  that  of  the  reference  voltage.  A 
simple  form  for  a  coherent  demodulator  and  smoothing  filter  is  shown  in 
Fig.  4.6. 

The  first  step  in  the  analysis  consists  of  setting  up  a  form  for 
the  voltage  x(t)  that  gives  the  proper  power  levels  out  of  the  detector. 
Then,  using  this  expression,  the  signal  and  noise  powers  through  the  rest 
of  the  receiver  are  calculated  from  autocorrelation  functions  snd  their 
trsnsforms.  It  is  necessary  to  take  averages  over  ststisticslly  long 
periods  in  order  to  spply  autocorrela tion- function  techniques.  Since 
these  long  ( eriods  must  be  short  compared  with  modulation  periods,  we  are 
left  with  the  requirement  that  has  been  assumed  for  this  analysis,  that 
f_  is  much  smaller  than  Af. 

In 

The  resulting  expression  for  ^T  is  a  function  of  fi(t)  and  ^(t). 

After  combining  these  into  a  factor  M,  we  have  the  expected  form 

at  •  M(T  +  T^^f)  v^l/rAf 

The  values  of  M  for  different  modulation  [;i(t)]  and  demodulation  [^(t)] 
waveforms  have  been  calculated.  When,  for  the  video  filter,  J( f)  ■  1, 

M  -  2  J'<«(t)2>/[(l/7)  /  M(t)^(t)  dt]^ 

“  0 
and  values  are  given  in  Table  4.1. 
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I _ Q CONTROLLED  BY  ^  (t) 


FIG.  4.6  COHERENT  DEMODULATOR  WHICH  IS  AN  IDEAL  SWITCH  DRI¬ 
VEN  BY  THE  REFERENCE  VOLTAGE  ^  (t).  IHE  SWITCH  ACTION  MUL¬ 
TIPLIES  yp(t)  BY  A  SQUARE  WAVE. 


TABLE  4.1.  VALUES  OF  THE  MODIFYING  FACTOR  M  IN  THE  FORMULA 
FOR  At  for  THE  CASE  OF  NO  VIDEO  FILTER  tJ(f)  »  l]  . 


Deao dulation 
Wavaforn  f(t) 

Values  of  M  for  Modulating  Waveforn  n(l) 

Square-wave 

Sinusoidal 

Sawtooth 

Square- ware 

2.00 

w  -  3.14 

4.00 

Sinusoidal 

n/Zi  -  2.22 

2>^  •  2.83 

w/2  w  4.44 

Sawtooth 

4/^3  ■  2.31 

27r/v^  «  3.63 

2/3  ■  3.46 

When  the  video  filter  passes  only  the  fundamental  component  of  the 
mo dulation , 


M  -  v^/Ik^jI 


where 

expression 


is  the  magnitude  of  the  coefficient  for  n  ■ 
for  t) : 


1  in  the  following 
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naOD 


M(t) 


n»-« 


Values  for  M  in  this  case  are  given  in  Table  41. 


TABLE  4. 2.  VALUES  OF  THE  MODIFYING  FACTOR  M 
IN  THE  EQUATION  FOR  At  FOR  A  NARROW- BAND 
VIDEO  FILTER  THAT  PASSES  ONLY  THE  FUNDAMENTAL 
COMPONENT  OF  THE  MODULATION  WAVEFORM  M(t). 


Mo dulation 

Wave  fore  t ) 

M 

Square-wave 

n/V^  ■  2.22 

Sinuaoidal 

y'i  -  2.83 

Sawtooth 

-  4.44 

The  qualitative  discussion  that  led  to  a  square-wave  operation 
for  a  least  AT  is  upheld  with  the  value  M  ■  2  applying  in  the  case  of  /i(t) 
and  ^(t),  both  being  square-waves ,  and  J(f)  ■  1.  In  this  case  also  we 
can  state  that,  for  a  given  modulation  waveform,  the  least  M  occurs  when 
^(t)  is  of  the  same  form.  With  the  narrow  video  filter,  M  is  seen  to  be 
independent  of  ^(t)  except  for  its  relative  phase.  Only  the  amplitude 
of  the  fundamental  frequency  component  of  fi(t)  enters  the  expression. 

In  the  presence  of  instabilities,  the  modulated  receiver  provides  stabili¬ 
zation  of  the  zero  point  on  the  calibration  curve.  When  operating  optimal¬ 
ly  in  this  sense,  the  condition  of  zero-signal  input  results  in  a  zero- 
mean  meter  deflection.  The  manner  in  which  instabilities  affect  the 
modulated  receiver's  performance  is  discussed  below 

Instabilities  in  receiver  components  ahead  of  the  detector  modulate 
the  power  into  the  detector  and  contribute  to  the  power  spectral  density 
of  the  detector  output  B^^If).  These  contributions  can  be  avoided  by 
proper  choice  of  f^  as  discussed  above.  Instabilities  after  detection 
and  before  demodulation  increase  the  noise-power  spectrum  uniformly  across 
the  Land  passed  by  the  video  filter  and  hence  contribute  to  output-noise 
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power  even  under  zero-modulation- component  conditions.  Considering  these 
instabilities  also  as  a  modulation  effect,  the  spectrum  of  the  noise  into 
the  demodulator  will  be  that  of  the  video-filter  output  convolved  with 
the  spectrum  of  instabilities  producing  the  modulation  and  an  impulse 
function  of  unit  area  representing  stable  transfer  conditions  The  noise 
spectrum  will  be  widened  and  increased  in  amplitude  in  this  process. 

Figure  4.7  shows  typical  spectra  involved  in  this  effect. 

Therefore,  even  with  a  zero-mean  meter  deflection,  an  increase  in 
the  fluctuating  "leter-de flection  component  occurs,  depending  on  the 
stability  of  the  receiver  components  between  the  detector  and  the  de¬ 
modulator.  Fortunately,  the  gain  required  in  this  section  of  the  re¬ 
ceiver  can  be  achieved  with  amplifiers  using  heavy  negative  feedback 
and  having  consequently  a  high  degree  of  stability.  In  the  following 
paragraphs  we  assume  that  the  effect  is  negligible. 

At  times,  operation  with  a  fixed  difference  in  temperature  between 
the  antenna  and  the  reference  is  necessary.  For  instance,  the  reference 
may  be  at  room  temperature  and  the  antenna  temperature  may  be  much  lower. 
The  zero  point  of  calibration  will  have  a  fixed  offset  depending  upon 
T-T|,^£.  Partial  stabilization  of  the  zero- point  compared  to  total-power 
operation  will  occur  as  long  as  the  ratio  [Ref.  8] 

^  •  (T-  T,,f)/(T  +  T,,)  <  1. 

This  ratio  compares  the  zero-signal  deflection  of  the  modulated  receiver 
with  that  of  the  total-power  receiver  and  is  defined  as  the  instability- 
reduction  factor  for  the  contribution  I  (see  Eq.  (6). 

The  expression  for  AT  in  the  presence  of  instabilities  and  a  fixed 
temperature  difference  T-Tj,^j.  is 


at  -  M{T,^  +  :(T  +  T,^j)/2]}  Ul  -/T+Tu/lJ^ 

C.  RECEIVERS  WITH  SERVO  STABILIZATION 
1.  Introjluctipn 

The  possibility  of  using  automatic  gain  control  (A(XI)  for  achiev¬ 
ing  receiver  stabilization  lias  been  mentioned  above.  Three  general  ways 
of  carrying  this  out  are; 
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FIG  47  EFFECT  OF  INSTABILITIES  IN  THE  RECEIVER  COMPONENTS  BETWEEN  IHE  DETEC¬ 
TOR  AND  DEMODULATOR  ON  THE  POWER  SPECTRUM  . 


1.  By  utilizing  the  difference  in  spectral  content  of  signals  and 
i ns tabi 1 i ti es. 

2.  Through  the  addition. of  a  second  channel  from  which  AGC  information 
is  obtained. 

3.  By  means  of  time  sharing  techniques. 

Each  of  these  methods  has  characteristics  which  will  be  pointed  out.  As 
was  suggested  in  Chapter  III,  the  control  may  he  applied  to  amplifiera 
before  or  after  detection,  or  both. 

2 .  Automatic-Gain-Control  Theory 

Consider  an  AGC  loop  on  a  total -power  receiver  that  is  designed 
to  maintain  an  average  level  '^y^  at  the  detector  output  depending  on  the 
dc  reference  level  L  Figure  4.8  presents  the  block  diagram  for  this 
situation.  The  power-gain-control  characteristic  for  the  variabl e- gain 
amplifier  is  G,(v)  and  it  relates  the  input  power  and  the  detector 

output  <y>  thus: 


'<y>  »  G^(v)  <xj> 

In  the  sense  used  above,  <y>  is  a  function  of  time,  with  the  time  average 
taken  over  times  long  compared  with  significan  correlation  times  of  x(t) 
but  short  compared  with  variations  in  detector  output  that  are  of  interest. 
Hence  ''y>  can  be  considered  as  the  envelope  of  a  noise-modulated  signal 
Xj(t)  and  the  analysis  presented  by  Oliver  [Ref.  2l]  can  be  applied. 
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For  small  signals,  let 


Gv(v)  -  Go 

so  that  the  a-c  open-loop  gain  will  be 

r  -  <x\>  G^Di{) 

The  expression  for  sensitivity  of  a  control  loop  to  a  parameter  such  as 
<x^>  is 

(d<y>/<y>)/(d<xf>/<xf>)  -  1/(1  +r) 

When  the  loop  gain  is  high  the  stability  of  the  average  detector  output 
is  improved  by  a  factor  nearly  equal  to  the  loop  gain.  As  F  drops  off 
with  frequency  according  to  fi(f)  the  instabilities  begin  to  pass  so  that 
above  the  frequency  where  F  ■  1  almost  no  control  exists.  This  behavior 
is  necessary,  however,  since  signal  information  must  pass  through  un- 
diminiahed.  As  a  result,  such  MX.  systems  are  useful  only  where  the  d>c 
and  very  low-frequency  components  of  the  signal  are  not  necessary. 


FIG.  4. 8.. BLOCK  DIAGRAM  OF  AN  AGC  LOOP  IN  A  TOTAL  POWER  RECEIVER 
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As  an  example,  in  a  case  where  the  lowest  signal  frequency  of 
interest  f^^^  is  0.001  cps  and  an  improvement  factor  of  100  is  desired, 
two  possible  filter  functions  D( f)  have  been  examined.  The  asymptotic 
frequency- response  plots  for  these  two  filters  and  the  resulting  receiver 
response  plots  are  shown  on  Fig.  4.9.  A  guard  band  of  a  decade  width 
below  f^^ii  has  been  allowed,  fixing  the  frequency  (f^  ■  10'^  cps)  at 
which  r  ■  1.  The  improvement  factor  of  40  db  means  a  r(0)  also  of  40  db 
so  that,  for  the  first  case  with  a  single  section  RC  filter  (illustrated 
by  the  solid  curves)  the  slope  of  D{{)  is  20  db/decade  and  the  break 
frequency  f^^  for  the  filter  turns  out  to  be  10*^  cps.  Witn  a  two-section 
RC  filter  response  shown  with  dotted  line.i,  the  break  frequency  must  be 
10'^  since  the  whole  40-db  gain  is  lost  in  the  first  decade  above  f^^ 
when  the  slope  is  40  db/decade.  The  normalized  receiver  reaponse  plotted 
i  a 


Y'(f)  -  Y{f)/Y(0)[l +Gi<x,2>  D(f)] 

on  a  db  scale.  Y(f)  is  the  voltage  transform  of  the  detector  output  <y> 
on  the  average  and  is  assumed  to  be  flat  throughout  the  range  of  interest. 
The  frequencies  10-^  and  10*^  cps  are  easier  to  comprehend  when  expressed 
in  terms  of  a  time  constant.  In  Fig.  4.10  the  stability-improvement- 
factor  requirements  on  f||  and  si ngl e- section  time  constants  are  presented. 
The  factor  of  100  and  a  time  constant  of  43  hr  is  probably  outside  a 
reasonable  range  of  practical  values.  Even  with  the  two-section  filter 
a  total  time  constant  of  4.3  hr  is  necessary.  In  general, 

ffa.  ”  i  ■  1.2  for  1  or  2  sections 

A  steep-slope  filter  is  desirable;  however,  when  combined  with  high 
loop  gains,  troubles  with  oscillations  in  the  AGC  loop  will  arise. 

3.  Pilot-Signal  Receivers 

If  by  some  means  a  standard  signal  can  be  passed  through  the  re¬ 
ceiver  in  such  a  way  that  it  remains  isolated  from  the  normal  signal 
channel,  an  AGC  voltage  can  be  derived  from  this  standard  or  pilot  aignal. 
One  possible  standard  signal  is  a  sinusoid,  just  outside  the  signal 
channel,  which  is  separated  with  a  suitable  filter  before  detection.  The 
pilot  signal  is  detected,  compared  with  a  reference  level,  and  used  to 
provide  the  necessary  gain  control.  The  objection  to  this  system  is  that 


61 


62 


(LIGHT  LINE).  SOLID  CURVES  lUUSTRATC  A  SINGLE -SECTION  RC  FILTER  FDR  D  (  I )  WILE  HIE  DASHED  LINES  ARE 
FOR  A  TWO -SECTION  RC  FILTER. 


the  gain  at  a  particular  frequency  at  which  no  signal  power  occurs  is 
being  stabilized.  One  can  imagine  a  bandpass  amplifier  stabilized  in 
this  manner  which  would  still  have  instabilities  in  the  average  gain 
over  the  passband. 

An  improvement  over  the  above  pilot  system  can  be  achieved  by 
using  a  modulated-noi se  pilot  signal  added  to  the  input  of  a  total-power 
receiver.  A  coherent  demodulator  selects  the  pilot  signal  at  the  re¬ 
ceiver  output  from  which  the  gain  control  is  derived.  Since  the  whole 
reception  filter  is  used  for  both  signal  and  pilot,  stabilization  occurs 
similarly  for  both.  Such  a  system  is  shown  in  Fig.  4.11. 


D  C  STABILITY  IMPROVEMENT  FACTOR 


FIG.  4  10  REQUIREMENTS  ON  FILTER  BREAK  FREQUENCIES  WITH  IMPROVEMENT  FACTORS  FOR 
1  AND  2  SECTION  HC  FILTERS  FOR  AN 


10-3  CPS. 
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FIG.  4.11  BLOCK  DIAGRAM  FDR  A  MODULATED  PI  LOT- SIGNAL -STABILIZED  RECEIVER. 


The  measurement  of  the  standard  noise  signal  is  made  with  a 
modulated-aignal  or  Dicke- receiver  system.  At  its  output  the  level 
<z^>  is  produced  with  a  standard  deviation 

-  Az,  -  2 

when  square-wave  modulation  is  used.  (We  assume  a  one-to-one  calibration 
between  signals  T  at  the  input  and  deflections  z  at  the  output  and  between 
pilot  signals  Tp/2  and  z^.  )  The  variation  of  '<z^>,  8z,,  has  two  components, 

1.  That  due  to  receiver  instabilities  which  produce  a  Sz^  proportional 
to  ‘^z^^  and 

2.  That  due  to  receiver  noise  which  produces  a  8z^, 

satisfying  the  equation  above.  For  variations  of  the  first  type,  the 
AGC  loop  will  provide  improvements  (as  discussed  above  with  the  total- 
power  receiver)  depending  on  loop  gain.  This  improvement  is  effective 
for  both  <z^>  and  <z^.  The  major  difference  between  this  case  and  that 
of  Section  2  above  is  that  the  additive  nature  of  the  pilot  signal  has 
allowed  stabilisation  of  the  receiver  without  affecting  signal  changes 
with  a  d-c  component. 

The  second  type  of  variation  produces  some  interesting  effects. 

While  the  first  type  arises  from  a  change  in  <x2>  and  <x|[>,  the  second 
type  is  of  the  same  nature  as  a  change  in  L.  This  variation  of  course 
results  in  a  gain  change  of  such  a  sense  that  the  average  value  of 
remains  constant.  This  situation  is  evident  when  the  system  is  presented 
in  block  form  as  in  Fig.  4.12-  The  primed  symbols  below  indicate  values 
when  the  AGC  loop  is  closed.  Since 

<z,>  -  G,  <x\>  [H,(f)]’‘ 

during  AGC  action 

'<z,>  -  G;  <x^>  tH,(f)]’‘  +  8z, 


and 


G;/G-  -  1  -  (8z,/<z,>). 
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FIG.  4.12  REPFESENTA' 


This  change  in  gain  produces  a  variation  in  the  receiver  output  S^z 
in  addition  to  the  random  noise  varistion  Sz  such  that 

S^z  -  (G;/G,)  <z>  -  <z> 
or 

8^z  ■  -  <z>5z^/<z^> 

The  total  variation  at  the  output  will  be 

8z^  •  ^8  ^z  +  8z* 


The  variance  of  the  output 

Azj2  ■  Az ' 2 +  (8^z2] 

■  Az'2  +  ('<z>*/<z*>  ) 


Now,  i  { 


'<z>/<z^>  •  a 


and 


Az’/^*,  ■  e  •  /t^/4t 


then 


Azy^  ■  Az’^  +  a^  AzJ 

-  Az'2  [l +  (a^/cZ] 

■  Az'2  [l  +  (4a*T/T^  )] 


Note  that  the  synbol  Sat  indicates  receiver-output  changes  due  to  AGC  while 
indicates  AGC-channel-output  changes. 
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The  addition  of  the  pilot  signal  increases  the  system  noise  by  one  half 
the  pilot  signal  equivalent  noise  temperature;  hence 


T'  ■  T  + (T  /2) 

e*  *e«  '‘p'*' 

-  T.,  [1  + (I/a)] 

The  minimum  detectable  signal  for  the  receiver  will  then  be 

Ai,j.  ■  As'  +  (Ara^/r^  ) 

-  ^  +4Ta2)/T^TAf 

Comparing  this  with  a  simple  total-power  receiver  we  find 


Az^/Ai 


[1  +  (I/a)] 


yjl  +  (4Ta2/T^) 


This  function  has  been  plotted  for  Fig.  4.13  with  the  factor  a  as  a 
parameter.  With  very  small  pilot  signals,  such  as  with  a  equal  to  100, 
the  required  integrating  time  in  the  AGC  loop  becomes  very  large.  The 
value  of  AGC  loop  gain  F  can  be  as  large  as  loop  stability  will  allow  in 
the  pilot-signal  system,  since  signals  are  not  influenced  by  the  kCC 
action.  The  requirement  of  as  shown  by  Fig.  4.13  has  a  conflicting 
specification  that  is  the  desirability  of  maintaining  a  large  F  over  the 
whole  signal  spectrum.  If  a  minimum  is  set  for  F  at  the  maximum  signal 
frequency,  the  value  of  F(0)  required  with  a  particular  filter  to  achieve 
a  particular  value  of  M  can  be  determined.  As  an  example  illustrated  in 
Fig.  4.14  under  the  conditions  of  Fif^^^jj)  ■  40  db,  t  •  5  sec,  a  ■  10, 
a  value  M  ■  2  requires  about  88-db  gain  in  the  AGC  loop  when  a  single¬ 
section  RC  filter  is  used.  Interestingly  enough,  the  two-section  RC 
filter  requires  about  123'db  gain  under  the  same  conditions.  This 
requirement  can  be  understood  by  realizing  that,  while  the  minimum 


The  filter  break 


frequencies  are  defined  as; 


f 


1/wT^ 


■  2/TrTj^ 


68 


M  ■  A'l/Ai 


FIG.  4.13  RATIO  OF  PILOT-SIGNAL  TO  SIGNAL  INTEGRATING  TIMES  AS  A  FUNC¬ 
TION  OF  M  FACTOR  FOR  A  PILOT- SIGNAL  AGC  RECEIVER. 
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FIG.  4.14  NORMALIZED  ASYMPTGTIC  RESPONSE  TO  INSTABILITIES  OF  A  MODULATED  PILOT-SIGNAL  RECEIVER.  M  -  2.  r  >  S  SEC 
a  «  10  AND  RESPONSE  AT  MAXIMUM  SIGNA!.  FREQUENCY  SPECIFIED  AT  -40db. 


detectable  aignal •modi fying  factor  M  dependa  on  total  noise  power  under 
the  smoothing* filter  response,  the  AGC  requirement  depends  on  the  tail 
of  the  voltage  response  of  the  smoothing  filter.  In  this  case  the  ex* 
tended  response  of  the  single  section  relative  to  that  of  the  two*section 
is  an  advantage. 

The  modulated  pilot*aignal  receiver  has  the  capability  of  equaling 
the  minimum  detectable  signal  of  a  modulated  signal  receiver  and  has  the 
advsntage  that  throughout  the  1 inear* response  rsnge  of  the  receiver,  the 
improvement  factor  on  instabilities  remsins  constsnt.  As  was  discussed 
in  Chapter  III,  and  shown  in  Fig.  3.7,  the  slope  of  the  calibration  curve 
is  held  constant  but  the  zero  point  can  change  with  changes  in 

4.  Other  AGC  Systems 

Two  possibilities  for  applying  AGC  to  receivers  with  modulated  or 
switched  inputs  ar?: 

1.  Connecting  the  aervo  loop  to  stabilise  the  receiver  output  for  one 
state  while  the  signal  ia  measured  during  the  other  state. 

2.  Connecting  the  servo  loop  to  stabilise  the  receiver  for  one  input 
state  while  the  signal  ia  measured  from  the  difference  between  the 
the  two  states. 

Time-sharing  or  switching  techniques  that  isolate  signal  information  from 
the  AGC  channel  will  deteriorate  the  AT  value. 

A  white  noise  that  is  square*wave  gated  does  not  change  its  spectral 
character,  although  it  does  loose  3  db  in  strength.  It  undergoes  an 
irreversible  process  since  aliased  bands  overlap,  causing  information  to 
be  lost.  The  band*limited  gain*instabi li ty  noise  can  be  sampled  adequately 
and  detailed  information  of  its  waveform  can  be  recovered.  Consequently, 
AGC  voltages  derived  from  switching  systems  will  contsin  information  on 
the  gain*instability  fluctuations  in  the  signal  output,  which  can  there¬ 
fore  be  reduced,  but  they  will  not  have  information  on  receiver  noise 
fluctuations  in  the  signal  output.  They  do  carry  a  similar  noise  fluc¬ 
tuation  which  will  add  quadratical 1 y  to  the  receiver-noise  fluctuation 
in  the  signal  output. 

An  example  of  this  type  of  receiver  is  shown  in  Fig.  3.2  which  has 
an  M  ■  2.  The  factor  C  instabil iti ea  will  be  equal  to  l/F,  the 
inverse  of  the  AGC-loop  gain. 

When  the  signal  output  is  derived  from  the  difference  between  the 
antenna  and  reference  temperatures,  and  gated  AGC  is  applied  as  shown  in 
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Fig.  3.4,  the  effunt  of  changes  in  gain  and  is  opposite  that  of  a  Dicke 
ayatem  (see  Fig.  3.3).  The  value  of  M  will  be 


M  -  2{1  +  CT/(T,,+  T,,j)]} 

and 

i  +  (1/r) 

This  system  improves  the  dynamic  range  over  which  instability  effects 
are  reduced  compared  with  the  Dicke  system. 

A  process  of  further  time  sharing  using  three  switch  positions  and 
two  reference  temperatures  as  shown  in  Fig.  3.5  changes  M  even  more,  but 
it  results  in  a  greater  calibration  stability.  As  shown  neither  gain  nor 
'^ea  changes  affect  the  calibration.  Whether  this  three-position  switch¬ 
ing  system  can  be  achieved  in  practice  without  introducing  undesirable 
effects  is  not  known. 

In  a  critical  application,  an  auxiliary  AGC  loop  might  be  in¬ 
corporated,  as  shown  in  Fig.  3.6  to  assure  a  constant  detector  operating 
point.  This  additional  AGC  loop  of  course  increases  M  even  more.  Each 
stage  in  these  stabilization  processes  must  be  justified  in  practice, 
considering  the  many  factors  involved  in  a  particular  application. 
Simplicity  has  many  virtues  as  a  design  criterion. 
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V.  BYLE  m  YOHBEBfi  TttE  RECEIVEB? 


/  A.  GENERAL  DESCRIPTION 

In  previous  chapters  the  null •balancing  concept  was  introduced  as  a 
neana  of  stabilizing  receiver  calibration.  The  equipment  described  by 
Ryle  and  Vonberg  [Ref.  17l  and  later  in  more  detail  by  Machin,  Ryle  and 
Vonberg  [Ref.  22]  successfully  demonstrated  the  method  applied  to  radio- 
astronomy  measurements  at  meter  wavelengths. 

The  necessary  components  required  to  perform  the  null  balance  con¬ 
sist  of; 

1.  A  comparison  device  to  indicate  the  difference  or  error  between  a 
controllable  reference  source  and  the  signal  source. 

2.  An  amplifier  for  the  error  voltage. 

3.  A  controller  for  the  reference  source. 

These  components  are  connected  to  form  a  servo  system  that  acts  to  null 
the  error  voltage.  Figure  S.  1  illustrates  such  a  system.  Each  of  these 
components  will  be  discussed  below  with  a  viewpoint  of  presenting  their 
transfer  functions  and  characteristica  for  inclusion  in  the  servo  loop. 

'  1 •  Controllable  Reference  Sources 

The  basic  requirement  for  the  reference  source  is  that  its  range 
of  variation  coincide  with  the  range  of  expected  signal  strengths.  At 
the  same  time  a  reliable  measure  of  the  reference-source  strength  must 
be  available  for  recording.  Since  the  receiver  will  be  designed  for 
particular  measurements,  the  transfer  function  of  the  controlled  source 
must  be  satisfactory  in  terms  of  frequency  response  when  considered  as 
part  of  the  servo  loop. 

Ryle  and  Vonberg  used  a  saturated-noise  diode  whose  filament 
supply  was  readily  variable.  They  chose  to  use  10-kc  alternating  current 
supplied  from  a  vol tage- control led  source  to  heat  the  filament.  A  350* 
ohm  anode  load  resistor  was  used  which  provided  a  30,000  °K  noise  tempera¬ 
ture  (when  transformed  to  the  transmission  line  impedance  of  70  ohms)  at 
an  anode  current  of  15  ma.  From  their  measurements  the  transfer  function 
for  their  diode  was  of  the  form  Kj/(Tj  s+l),  with  Tj  ■  0.09  sec  during 
.  heating  and  7^  ■  0.06  sec  while  cooling.  To  achieve  stability  in  the 

complete  equipment,  feedback  proportional  to  the  derivative  of  the  anode 
,  current  was  applied  to  the  input  of  the  control  stage.  The  resulting 

transfer  function  can  be  written  in  this  form 
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(Tj  s  +  1)(T^  .  +  1)  +K 

where  7^  iathe  time  conatant  of  the  feedback  path. 

A  aecond  convenient  aource  of  noiae  ia  a  gaa-diacharge  tube 
coupled  to  a  tranamiaaion  line.  The  characteriatica  of  auch  a  aource 
are  relatively  independent  of  conditiona  of  the  diacharge;  hence,  control 
of  the  temperature  to  permit  uae  of  thia  tube  aa  a  reference  aource  re- 
quirea  the  addition  of  a  controllable  attenuator.  If  the  noiae  aource 
ia  in  a  waveguide  a  motor-poaitioned  attenuator  of  the  conventional  kind 
can  eaaily  be  uaed.  A  aimple  acheme  under  aome  conditiona  ia  to  utilize 
a  ael f 'bal ancing,  potentiometer- type  recorder  that  haa  been  modified 
to  move  the  recording  pen  and  an  attenuator  card  aimultaneoualy  for  con¬ 
trol  of  the  noiae  temperature.  The  meaauring  circuit  muat  be  diaabled 
alao,  ao  that  the  inatrument  operatea  aa  a  aervomechani am.  When  the 
attenuator  card  ia  deaigned  to  give  a  linear  temperature  output  aa  a 
function  of  recorder-pen  poaition,  a  very  aatiafactory  meana  of  control 
and  recording  ia  achieved.  One  diaadvantage  of  auch  a  ayatem  ia  the 
relatively  alow  reaponae  time  of  mechanical  recordera  and  attenuatora, 
which  lifflita  the  uaefulneaa  of  the  receiver  to  slowly  varying  aignala. 

The  aimpleat  tranafer  function  of  motor-driven  attenuatora  will 
be  of  the  form  K||/a(T||  a-*-!),  which  includea  an  integrating  term  1/a 
typical  of  motora  and  a  time  conatant  1^. 

Another  controllable  attenuator  ia  a  reaonant-abaorp' ion  ferrite 
device  with  a  variable  magnetic  field.  A  tranafer  function  between  a 
field-coil  current  and  noiae  temperature  at  the  attenuator  output  could 
be  arranged  with  the  form  K^/d^  s  +  l),  with  the  time  conatant  Tf  de¬ 
pendant  on  the  L/R  ratio  of  the  coil  and  driving  circuit.  Although  thia 
device  cuuld  be  made  with  a  aatiafactory  frequency  reaponae  it  atill 
auffera  from  an  inherent  nonlinear  characteri ati c  that  would  have  to  be 
corrected  either  in  the  driving  circuit  or  in  the  data  reduction. 

2 .  Error-Voltage  Amolifiera 

The  main  requirement  for  theae  amplifiera  ia  aufficient  gain. 

Their  noiae  level  muat,  of  courae,  be  aatiafactory  and  their  frequency 
response  must  be  adequate.  By  making  the  frequency  response  of  one  stage 
dominant,  we  can  for  our  purposes  describe  the  amplifier  with  a  transfer 
function  such  as  s  +  1).  The  available  output- voltage  swing  muat 
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of  course  be  large  enough  to  drive  the  controlled  noise  source  over  its 
full  range. 

3.  Comparison  Devices 

Detecting  a  difference  in  temperature  between  two  sources  is  the 
fundamental  operating  principle  for  a  Dicke-type  receiver,  and  the  logical 
extension  of  this  idea  is  the  Ryle  and  Vonberg  system.  Therefore,  we 
shall  consider  Dicke-type  receivers  as  comparison  devices. 

A  requirement  of  rapid  operation  may  result  in  a  minimum  of  smooth¬ 
ing  within  the  comparison  receiver  itself;  in  fact,  the  determining  element 
in  frequency  response  may  be  the  video  filter.  The  action  of  the  coherent 
demodulator  translates  the  center  of  response  of  the  video  filter  to  zero 
frequency,  resulting  in  a  low-pass  response.  A  single  tuned  filter  after 
this  operation  has  the  transfer  function  K^/(T|  s-*-!). 

Of  course,  when  a  smoothing  filter  is  used  at  the  comparison- 
receiver  output,  the  voltage- transfer  function  corresponding  to  the  power- 
transfer  characteristic  H( f )  must  be  used  to  write  the  transfer  function 
for  the  comparison  device.  In  the  simplest  case  it  would  be  the  same  as 
the  function  shown  above 

The  discussion  so  far  has  not  considered  system  noise.  The  com¬ 
parison  receiver  will  have  a  minimum  detectable  error  signal  as  described 
by  the  applicable  ^T  expression.  For  our  purposes  we  can  assume  that  the 
other  components  in  the  servo  loop  contribute  no  additional  noise,  so 
that  the  loop  noise  output  will  be  a  modified  version  of  thst  produced  by 
the  comparison  receiver.  The  details  of  the  modification  are  presented 
below. 

B  NOISE  ANALYSIS 

For  this  study  we  shall  assume  that  the  system  is  balanced,  so  that 
only  small  changes  ST  in  T^^£  are  present  because  of  noise.  Then  ST  has 
a  zero  mean  value  and  its  mean-square  value  will  be  the  total  noise-power 
output  for  the  system. 

For  fluctuations  from  the  mean  for  the  closed  loop  we  can  write, 
using  the  notation  of  Fig  5.1 

ST  -  (z  -  <z>)  e  e,  -ii  6  9  6, 

o  I  r  4  I 

(z  -  '<z>)  6^  6^ 

1  +  06  e, 

r  a  1 
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Now  we  use  the  relation  between  power  spectral  densities  at  the  input 
and  output  of  a  linear  system  to  find  the  power  spectral  density  for  ST. 
From  Eq.  (C. 11)  the  spectrum  for  (i-<*>)  is 

C^{f)  -  P.  H(f), 


where  p^  is  the  uniform  strength  that  is  weighted  by  the  filter  response 
H(f).  Thus,  letting  D( f )  be  the  power  spectral  density  for  ST  we  have 


D(f)  -  C^(f) 


\+e,  6. 


2 


We  can  then  write 


T 


1+e,  6^  8^ 


f  ■  0 


and 


•  (T'  -  T)  ~ 


f  ■  0 


When  •  ,  (T*  -  T)  "At  the  minimum  detectable  signal,  by 

definition,  so  that 


tm 

“ 

/<8T2>/ 

8  (0) 

f  ■  0_ 

Now 


0,(0)  -  <*>/(T-T,,j)  -  /p<,>  H(0)/(T-  T,,f) 


which  can  be  evaluated  from  Eq.  (C.8)-  The  complete  expression  for  AT 
then,  is 
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AT 


2k2(T„tT,., 


( 


(1/7)  /  M(t)^(t)dt 


H(f)|e„ej/(1  +e,0.ef)|^df 
^  H(O)|e,e,/(l  +  e,0„ej)|* 

f*0 


-  M  (T,r  +  T,,f)  l/ZP’Af 


where  M  is  defined  by  Eq.  (C. IS)  and 

*  2 
J  H(f)  ^j/d  +0^  df 

1/t'  .  - 

ll(0)|£^„  tf/il  6^,)  I  ^ 

a  f  r  o  f 


2 

Si  nee  H( f )  and  | 6^ |  are  related  by  a  frequency-independent  factor,  we 
can  rewrite  the  above  equation  as 


T  *  —  —  --  *  V 

;  \e^  e^6f/(i-^e^  ef)\^  df 

.  m 

Fror'  the  above  analysis  we  see  that  the  Ryle  and  Vonberg  type  receiver 
depends  on  the  behavior  of  the  modul ated- signal  receiver  used  for  comparison 
or  error  indication.  The  minimum-detectable- signal  expression  is  that  for 
the  comparison  receiver,  except  that  the  integrating  time  is  modified  by 
the  closed-loop  transfer  function 

C.  DYNAMIC  BEHAVIOR 

The  transfer  function  for  the  receiver  can  contain  an  undetermined 
number  of  poles  and  zeros,  depending  on  the  complexity  of  the  individual 
components.  Two  possible  forms  are  those  with  a  1/s  term  and  those  without. 
Without  the  pole  at  the  origin  the  device  is  a  proportional-control  system, 
in  which  the  error  is  reduced  to  as  small  a  value  as  desired  by  providing 
sufficient  loop  gain.  This  device  then  would  have  a  fixed  percentage 
error  but  would  always  operate  with  a  stable  zero-signal  point.  Changes 
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in  K,  the  loop  gain,  would  result  in  calibration  changes;  however,  for 
large  gains,  the  deviation  from  a  unity  proportionality  factor  would  be 
small,  since  the  functional  form  for  this  factor  is 

K/Cl  +K)  -  1  (K  »  1). 

When  a  1/s  term  is  present  the  control  system  nulls  with  a  zero  error, 
at  which  time  excitation  within  the  loop  is  noise  only.  The  system  re¬ 
sponse  will  equal  a  step  input  signal  after  the  decay  of  transients  but 
will  have  a  fixed  error  for  a  given  ramp-input  signal.  Errors  are  present 
whenever  the  signal  changes.  The  advantage  of  zero- steady- state  error  is 
gained  at  the  expense  of  more  difficulty  in  stabilization  of  the  control 
system. 

The  general  problem  of  describing  control-system  behavior  in  terms 
of  error  coefficients  has  been  discussed  by  Truxal  [Ref.  23].  Figure  5.2 
shows  a  single- loop  system  and  the  notation  to  be  used  for  the  discussion 
of  error  coefficients;  E(s)  is  the  transform  of  the  error  signal,  R(s) 
is  the  transform  of  the  input  signal,  and  G(s)  is  the  transfer  function 
of  the  forward  path.  The  expression 

E(s)/R(s)  -  1/[1  +G(s)] 

when  expanded  in  a  Maclauring  series,  can  be  written  as 

1/[1  +G(s)]  -  [1/(1  +Kp)]  +  (s/Ky)  +  (s'’  1.^)  +  .  ,  .  (11) 

where  the  K.  are  the  error  coefficients.  When  this  series  expansion  is 
a  valid  representation  of  E(s)/R(s)  with  only  a  few  terms,  then  the 
error  coefficients  have  mean'ng  as  follows; 

Kp  is  inversely  proportional  to  an  error  depending  directly  on  the 
signal 

Ky  is  inversely  proportional  to  an  error  depending  on  the  derivative 
of  the  signal. 

is  inversely  proportional  to  an  error  depending  on  the  second  de¬ 
rivative  of  the  signal. 

A  more  useful  interpretation,  from  the  viewpoint  of  radio  astronomy, 
is  the  relationship  between  the  error  coefficients  and  the  .noments  of 
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INPUT 


ERROR 


c(t) 

OUTPUT 


FIG  £.2  SIMPLE  SERVO  SYSTEM  BLOCK  DIAGRAM 


the  closed-loop  response  h'(t)  Following  Truxal’s  presentation,  we 
first  write  the  transfer  function 

C(s)/R(s)  -  G(s)/[1  ^G(s)]  '  1  -  {1/tl  +G(s)]} 

Then,  after  inserting  Eq  (11)  we  have 

C(s)  »  [KpAl  +Kp)l  R(s)  -  [s  R(s)/Ky]  -  [s^  R(8)/K^]  -  .  . 


The  impulse  response  h'(t)  will  equal  c(t)  when  r(t)  is  an  impulse;  R(s) 
is  then  unity,  so  that 

C(s)  -  [Kp/(1  -Kp)]  -  (s/Ky)  -  (sVK^)  -  (12) 


Using  the  central  value  theorem  we  find 


O) 

Kp/(1  +Kp)  '  C(0)  “  /  c(t)  dt,  (13) 

•  OD 
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which  are  expreaaiona  for  the  area  under  the  impulse  response.  When  Kp 
is  infinite  the  area  ia  unity.  Differentiation  of  Eq.  (12)  with  respect 
f  to  a  gives 

C/(s)  -  -  (l/Ky)  -  (2a/K^)  -  ...  . 

From  thia  we  can  write 

CD 

l/Ky  •  -  c'(0)  .  J  t  c(t)  dt.  (14) 

.  OB 

Thus  1/Ky  ..a  the  first  moment  of  the  impulse  response.  A  second  dif¬ 
ferentiation  of  Eq.  (12)  with  respect  to  s  gives 

C"(8)  -  -  (2/K^)  ....  . 

From  this  we  can  write 

0» 

1/K^  -  -  C''(0)/2  -  i  ;  t*  c(t)  dt, 

2  -OD 

which  shows  the  relationship  between  and  the  second  moment  of  the 
impulse  response.  Similar  relations  exist  for  the  higher-order  moments. 

In  the  next  section,  date-interpretation  problems  that  can  be  dis¬ 
cussed  with  the  aid  of  impul se- function  moments  will  be  presented.  The 
effect  of  variations  of  the  moments  of  the  impulse  response  can  be  re¬ 
lated  to  the  parameters  of  the  control  system  or  receiver  through  the 
error  coefficients. 

D.  LIMITATIONS 

The  performance  of  a  Ryle  and  Vonberg  type  receiver  has  been  shown 
to  be  excellent  for  the  measurement  of  changes  in  inPut  level.  The 
advantages  of  the  modulated-signal  receiver  regarding  aero-point  stabili¬ 
zation  are  achieved  over  the  whole  range  of  measurement  with  no  further 
increase  in  the  minimum  detectable  signal.  The  usable  integration  time 
is  usually  set  by  some  observational  requirement,  so  that  the  effect  of 
the  control  loop  can  be  included  in  the  original  design  to  insure  the 
desired  value  for  r. 

The  question  of  integration  time,  however,  does  bring  out  two  features 
of  the  Ryle  and  Vonberg  system  that  must  be  considered.  First,  inasmuch 
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as  the  loop  desigr  is  an  important  factor  in  determining  t,  a  difficulty 
arises  in  regard  to  readily  changing  r  for  different  measurements 
Second,  the  value  of  t  that  results  from  a  given  design  is  dependent  on 
loop  gain.  Here  then  is  a  characteristic  of  the  receiver  that  does  de 
pend  on  gain  stability 

Up  to  now  the  input  to  the  receiver  has  been  considered  at  a  constant 
level,  however,  in  the  discussion  of  the  Ryle  and  Vonberg  type  receiver 
the  behavior  with  more  general  signals  is  an  essential  consideration 

When  a  source  passes  through  the  antenna  pattern,  the  receiver  output 
has  a  time-varying  level  Th  s  output  has  a  band- limited  waveform  and 
differs  from  the  true  representation  of  the  source  distribution  because 
of  antenna  smoothing  and  smoothing  in  the  receiver  The  effects  of  re¬ 
ceiver  smoothing  will  be  considered  below  In  Fig  5.  3  a  typical  source 
observation  is  presented  in  terms  of  spectra  and  waveforms 

The  details  of  the  source  distribution  have  to  bo  determined  from 
the  receiver  output,  with  such  things  as  position,  angular  extent,  and 
total  flux  of  interest  Let  us  consider  position  measurements  The 
position  of  a  signal  in  time  can  be  described  by  the  time  coordinate  of 
Its  centroid  t.  defined  as 


CD  00 

t  •  J  t  *(t)  dt/J  i(t)  dt 

«4CD  *9 


relative  to  an  arbitrary  zero  The  operation  of  smoothing  produces  a 
shift  in  the  abscissa  of  the  centroid,  depending  on  the  smoothing  function 
This  process  can  be  des'ribed  by  the  following  theorem,  which  is  proved 
in  Appendix  D 

THEOREM  The  centroid  of  the  signal  waveform  will  be  located  tj^  sec 
in  time  before  the  centroid  of  the  recorded  waveform  where  tj^  is  the 
time  coordinate  of  the  centroid  of  the  impulse  response  of  the  re 
ceiver  in  relation  to  its  origin  or  time  of  impulse. 

Using  error  coefficients,  we  can  write 

tj,  -  (1  +Kp)/KpKv 


which  displays  the  need  for  er ror • coef f i ci ent  stability  if  position 
measurements  are  to  be  accurately  made  The  fractional  change  in 
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TIME  FUNCTIONS 


sPEcm 


BEAM  PATTERN 


SPECTRAL  SENSITIVITY  FUNCTION 


SOURCE  SMOOTHED  BY  ANTENNA 


SMOOTHED  SOURCE  SPECTRUM 


RECEIVER  IM»ULSE  RESPONSE 


RECEIVER  SMOOTHING  SPECTRUM 


RECEIVER  OUTPUT 


SPECTRUM  OF  RECEIVER  SIGNAL  OUTPUT 


nc.  S.3  SPECTRA  AND  TIME  FUNCTIONS  SHOWING  THE  TWO  SMOOTHING  OPERATIONS 
OCCURING  DURING  THE  OBSERVATION  OF  A  DISCRETE  SOURCE. 
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relative  to  a  fractional  change  in  loop  gain  K  can  be  defined  as  S^,  an 
important  measure  of  sensitivity  to  this  effect.  Thus 

Sg  -  (d  tg/dK)  •  (K/tg)  (16) 

This  expression  can  he  evaluated  for  systems  as  shown  in  Fig.  5.2,  let¬ 
ting  G(s)  ■  K  F(s),  where  K  is  the  loop  gain  factor.  Then 

C(a)  -  K  F(a)/[l  +K  F(s)] 

C(0)  -  [K  F(0)]/[1  +K  F(0)] 

C'(a)  -  [K  F'(s)]/tl  +F  K(s)]2 

and 

C'{0)  -  [K  F'(0)]/[1  +K  F(0)]2 
Then,  from  Eqs.  (13),  (14)  and  (15),  we  can  write 

tg  .  -  C'(0)/C(0) 

.  -  F'(0)/F(0)[1  +K  F(0)] 

The  derivative  of  tj^  with  respect  to  K, 

dT,,/dK  «  F'(0)/tl  +K  F(0)]2 
Now,  substituting  into  Kq.  (16),  we  have 

Sg  -  -KF(0)/[1  +K  F(0)] 

•  -  C(0) 

Since  the  nul 1 - ba 1 ancing  principle  requires  C(0)  the  d-c  gain,  to  be 
very  nearly  unity,  Sg  will  be  the  same  for  any  configuration  of  components 
in  the  system 

A  general  statement  for  Ryle  and  Vonberg  type  receivers  is  that  the 
accuracy  of  position  measurement  depends  directly  on  loop  gain  stability. 


84 


with  a  10-percent  change  in  loop  gain  giving  a  lO>percent  change  in  the 
poaition  correction  to  be  applied  to  account  for  the  receiver  amoothing. 

Attempts  to  reduce  the  absolute  error  by  using  smoothing  functions 
with  small  first  moments  and  hence  small  t|,’s,  will  lead  to  other  dif¬ 
ficulties  associated  with  negative  responses  and  longer  times  in  which 
noise  can  introduce  errors. 

E.  SUPPLEMENTARY  SMOOTHING  FILTERS 

By  designing  rapid  response  into  the  receiver,  so  that  the  effective 
integrating  time  is  short  compared  with  those  desired  for  measurement, 
it  is  possible  to  further  smooth  the  output  with  a  filter  of  the  desired 
characteristics.  This  supplemental  filter  can  be  chosen  to  be  stable 
and,  since  it  provides  the  majority  of  the  integration,  gain  changes  do 
not  cause  trouble.  A  second  feature  is  the  improved  ability  to  change 
integration  times  and  amoothing  characteristics  readily  without  disturb¬ 
ing  the  receiver  dynamic  performance.  When  special  complex  smoothing 
functions  are  desired,  operating  on  the  signal  outside  the  loop  is  a 
distinct  advantage. 

The  device  which  provides  the  reference  noise  source  will  determine 
the  manner  in  which  it  is  possible  to  obtain  an  output  signal  for  further 
supplementary  amoothing.  What  is  advantageous  in  general  is  to  have  no 
active  element  subject  to  instabilities  between  the  signal  output  and 
the  actual  noise-level  reference.  In  the  case  of  the  noise  diode,  the 
indication  of  noise  is  directly  and  simply  related  to  the  noise  level 
and  at  the  same  time  is  an  electrical  signal  that  lends  itself  to  sup¬ 
plementary  smoothing.  The  difficulty  with  the  noise  diode  is  the  inherent 
thermal  delay  in  the  heater,  which  may  prevent  one  from  achieving  very 
small  integrating  times. 

A  ferrite  attenuator  designed  with  a  linear  relationship  between 
noise  level  and  driving  signal  would  be  capable  of  rapid  response  and 
have  the  electrical  signal  for  further  smoothing.  This  attenuator  seems 
to  be  a  desirable  controller  for  the  reference  noise  source. 
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VI .  STANFORD  MICROWAVE-SPECTBOHELIOGRAPH  RECEIVER 


A.  GENERAL  REQUIREMENTS 

The  Stanford  microwave- apectroheliograph  antenna,  deacribed  by 
Bracewell  and  Swarup  [Ref.  241,  is  a  pencil-beam  interferometer  composed 
of  two,  perpendicular,  16-element  arrays,  phase- switched  together  to  form 
the  multiple  pencil  beams  The  arrays  operate  between  2700  and  3400  Me, 
providing  at  3292.1  Me  a  half-power  beamwidth  of  2.3  min  by  2.3  deg. 
Pencil-beams  3.1  by  3.1  min  are  formed  by  the  complete  antenna  and,  for 
solar  observations,  raster  scanning  is  performed  so  that  contour  maps 
of  solar-brightness  temperature  are  obtained.  Patrol  observations  on  the 
sun  using  the  east  west  array  provide  one-dimensional  scans  of  brightness 
every  3  to  S  min  over  an  8-hr  period.  Automatic- control  equipment  for 
the  antenna  allows  patrol  observations  to  proceed  unattended. 

The  collecting  area  of  the  antenna  and  the  transmission-system  loss 
are  such  that  equivalent  input  temperatures  for  the  receiver  will  vary 
from  about  200  (for  cold-sky  observation)  to  several  thousands  of 
degrees . 

1 .  Bandwidth  and  Beamwidth  Relationship 

Because  the  antenna  is  a  multiple-element  interferometer,  the 
reception-filter  bandwidth  must  be  limited  if  a  narrow  beam  is  to  be 
maintained  in  directions  making  a  large  angle  q  as  measured  from  a  plane 
perpendicular  to  the  array.  The  nature  of  this  beam  broadening  due  to 
receiver  bandwidth  can  be  understood  as  follows.  The  field  originating 
in  a  source  with  a  flat  power  spectrum  (or  nearly  so)  in  the  frequency 
range  of  interest  and  incident  on  the  antenna  can  be  described  over 
periods  smaller  than  the  reciprocal  reception- fi 1  ter  bandwidth  by  a 
single  frequency  and  amplitude  of  oscillation  During  such  an  interval 
the  antenna  pattern  is  that  given  by  monochromatic  theory  and  an  output 
contribution  is  produced  from  a  point  sour'je  according  to  its  position 
relative  to  the  particular  monochromatic  beam  formed.  Over  long  periods 
the  detected  power  spectrum  from  the  source  is  related  to  the  power- 
transfer  characteristic  G(f)  of  the  receiver.  Each  frequency  Sf,  de¬ 
fined  as  f  -  f^,  produces  a  beam  at  a  different  angle  around  q^  defined 
by  the  central  frequency  f^  and  an  order-o f- in  ter ference  number  m.  He 
have 


sin  q^  •  m\/d  »  m  c/d  f 
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and 


-me  Sf/d(c08 

The  distribution  of  beams  around  q^  is  weighted  according  to  the  function 
G(Sf)  expressed  in  terms  of  Sq  using  the  relation  above.  If  we  call 
this  G(Sq)  and  use  the  antenna  response  aroung  q^  [Ref.  2$] 

sin  .V7Td(coa  q^lSqA 
(77d/\)(cos  q^)hq 

the  effect  of  bandwidth  broadening  is  described  by  the  relation 

P'(8q)  -  P(8q)  *  G(8q)  (17) 

This  convolution  of  the  two  functions  describes  the  way  in  which  the 
various  contributions  from  different  frequencies  are  combined  to  pro¬ 
duce  a  resultant  beam  P'(8q).  Instead  of  using  the  half-power  width 
of  both  P(8q)  and  G(8q)  as  parameters,  once  can  achieve  an  advantage  by 
introducing  the  ratio  of  the  half-power  width  of  G(8q),  Wq  to 

the  peculiar  interval*  for  the  antenna.  Since  both  of  these  functions 
vary  with  q,  their  ratio 

I/.2  =  16  ^  m  8f/f 


where 


K  •  1  for  the  cross 
■  2  for  an  array 

and  where  5f  is  the  half-power  width  of  G(f).  Equation  (17)  has  been 
solved  numerically  to  obtain  the  resultant  beam  half-power  width  These 
results  appear  in  Fig.  6.1  for  a  single  array  and  the  cross  with  both  a 
rectangular  and  a  single  tuned-response  form  for  G(f).  The  single-tuned 


The  peculiar  interval  <t>  ■  cob  q  for  the  cross  and  X./32d  cos  q  for  a  single 

array  and  is  the  reciprocal  of  twice  the  highest  spatial  frequency  to  which  the 
antenna  responds. 
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FIG  6.1  RELATIVE  BEAM  BROADENING  DUE  TO  CONVOLUTION  WITH  RECTANGULAR 
AND  SINGLE  TUNED  CIRCUIT  POWER  RESPONSE  FUNCTIONS. 
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response  results  in  a  wider  beam  than  the  rectangular  response.  The 
theoretical  half-power  beamwidths  for  a  single  array  and  the  cross  have 
been  plotted  in  Figs.  6.2  and  6.3  including  the  1/cos  factor.  Several 
reception- filter  widths  available  in  the  receiver  are  shown  to  indicate 
the  expected  beamwidth  for  hig-order  interference  numbers.  For  solar 
mapping  with  the  cross,  use  of  the  O.S-Mc  bandwidth  out  to  the  m  ■  20 
response  results  in  less  than  5  percent  broadening  and  less  than  10  per¬ 
cent  broadening  out  to  the  m  ■  30  response. 

2 .  Temporal  Response  of  Receiver 

The  temporal  response  of  the  receiver  as  limited  by  the  smoothing 
filter  must  be  fast  enough  so  that  source-distribution  information  is  not 
lost  during  scanning  observations.  The  maximum- frequency  component  at 
the  output  of  the  receiver  related  to  the  source  distribution  is  determined 
by  the  upper  limit  of  the  spectral-sensitivity  function  (SSF)  for  the 
radiotelescope  and  the  scanning  rate.  If  is  the  highest  spatial  fre¬ 
quency  in  the  SSF  in  cycles/radian  and  the  scanning  rate  is  0  radians/sec, 
the  highest  frequency  out  of  the  receiver  will  be 

For  the  cross,  f^  is  0.0488  cps  and  for  the  east-west  array,  0.0976  cps 
with  the  earth's  rotation  Consequently,  the  frequency  and  phase  re¬ 
sponse  of  the  smoothing  filter  at  these  frequencies  must  be  such  as  to 
produce  negligible  distortion.  The  sampling  theorem  applied  to  the  above 
outputs  requires  samples  every  10.2  sec  and  5.1  sec  respectively. 

3.  Accuracy 

The  bandwidth  and  response- time  requirements  given  above  lead  to 
a  minimum  1  ev el -uncer tai nty  figure  for  the  radiotelescope.  Allowing 
an  integrating  time  (t)  of  0.5  Me,  we  obtain 

-  l//TKi  -  0.63  X  10-3 

If  we  set  a  limit  of  1  percent  accuracy  on  measurements  a  1-percent  change 
in  temperature  should  be  detectable.  For  the  200  ‘^K'sky  case,  this  means 
a  2  °K  minimum  detectable  signal.  The  product  of  modifying  factor  M  and 
system  equivalent  noise  temperature  then  must  be  given  by  the  basic 
equation  (rearranged) 
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RECEPTION- FILTER  HALF-POWER  WIDTHS 
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OUS  RECEPTION- FI LTEB  HALF-POWER  WIDTHS 


■  3170OK 

For  an  ideal  tnodul ated- si gnal  receiver  with  M  ■  2,  must  be  on  the 

order  of  1580  °K  in  order  to  satisfy  the  above  requirements.  The  system 
used  has  a  of  1800  and  thus  is  satisfactory  from  this  viewpoint. 

B  DESCRIPTION  OF  THE  RECEIVER 

1  General 

The  solar  observational  receiver  at  Heliopolis  on  the  Stanford 
University  campus  is  shown  in  block  diagram  form  in  Fig.  6.4-  It  operates 
with  a  single  array  as  a  modul ated- signal  (Cicke)  type  receiver  or  as  a 
phase  switched  receiver  using  both  arrays.  Provision  has  been  made  for 
calibration  from  a  gas- di  scharge  noise  source  up  to  2000  using  a  neon 
tube  A  superheterodyne,  high-frequency  section  with  image  rejection  is 
fed  by  a  t ravel ing- wave  amplifier  that  sets  the  effective  receiver-noise 
temperature  T^^  and  allows  noncritical  operation  and  adjustment  of  the 
image- rej ection  filter  and  mixer.  The  low-side  loca 1  - osc i 1 1 ator  signal 
comes  from  a  reflex  klystron  operating  in  an  oil  bath  with  regulated 
supply  voltages.  Its  frequency  is  adjusted  so  that  the  0.5-Mc  bandwidth 
of  the  if  amplifier  accepts  the  desired  signal  frequency  of  3292.1  Me. 

The  wider  bandwidths  provided  are  symmetrically  oriented  about  the 
narrow  band  center 

From  the  mixer  the  signal  passes  through  a  10  Me  wide,  90-db  gain, 
i-f  amplifier  and  then  through  a  0-20-db  step  attenuator  before  enter¬ 
ing  the  narrow-band  filter  The  filter  consists  of  a  single-tuned  circuit 
with  coupling,  trimmer  capacitors,  and  resistive  loading  changed  by  a 
switch  as  different  bandwidths  are  selected 

An  1 n f ini te  •  impedanc e  detector  operated  at  low  signal  levels  is 
used  that  closely  approximates  square-law  operation.  A  disadvantage  of 
this  detector,  however,  is  the  necessity  of  balancing  out  the  static  d-c 
component  of  the  output  in  order  to  observe  the  small  changes  due  to 
signal.  Consequently,  to ta 1 -power- recei ver  operation,  which  as  an 
auxiliary  feature  is  useful,  requires  the  addition  of  external  equipment. 

After  detection,  the  signal  passes  through  a  phase-shift  network 
so  that  the  relative  phase  of  the  signal  as  compared  with  the  demodulation 
waveform  can  be  adjusted  to  zero.  A  single-tuned  LC  amplifier  stage,  40- 
cps  wide  at  465  cps  (the  modulation  frequency)  emphasizes  the  fundamental 
frequency  component  before  further  amplification  and  phase  splitting 
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occurs  The  gain  through  this  section  is  adjustable  in  two  decades  of 
nominal  values  (i  e  ,  0,  10,  20,  100  and  100,  200  300,  ,1000) 

The  coherent  demodulator  accepts  a  bal anced- sign  a  1  input  that  is 
transmitted  or  shunted  to  ground  depending  on  the  state  of  two  pairs  of 
triodes  connected  back  to  back  The  balanced  demodulation  input  square 
wave  drives  the  common  grids  of  each  pair  to  provide  the  switching  action. 
The  single  ended  output  feeds  the  smoothing  filter,  which  is  a  single 
section  RC  low-pass  network  loaded  only  by  a  cathode  follower  A  second 
cathode  follower  with  an  adjustable  grid  voltage  provides  a  zero  balance 
control  for  the  potentiometer  type  recorder  connected  between  the  cathodes. 

An  adjustment  of  recorder  deflection  is  provided  with  a  continuous 
control  followed  by  an  accurate  step  potentiometer  with  1.5  db  steps  of 
voltage  into  the  100  0  -  100  mv  recorder 

2  Input  Circuitry 

Two  types  of  observation  performed  at  Heliopolis  are  the  one 
dimensional  scanning  obtained  from  a  single  array  and  the  two-dimensional 
scanning  obtained  by  phase  switching  the  two  arrays 

An  input  system  has  been  developed  that  allows  both  of  these  ob¬ 
servations  to  be  performed  with  only  a  simple  change  in  input  waveguides 
For  phase -swi tched  operation,  the  waveguide  transmission  lines  from  the 
two  arrays  terminate  at  a  colinear  pair  of  ports  of  a  matched  hybrid-tee 
junction  One  of  the  side  ports  will  provide  the  sum  of  the  voltages 
from  the  two  arrays  and  the  other  port  will  provide  the  difference  Now 
if  the  phase  length  of  one  of  the  array  signal  paths  is  changed  by  180 
deg.  the  outputs  of  the  two  side  ports  will  be  exchanged  Thus,  at  either 
side  port,  the  signal  changes  from  a  sum  to  a  difference  or  vice-versa 
when  the  phase  length  of  one  input  is  changed  by  180  deg  The  input 
circuit  is  diagrammed  in  Fig,  6  5 

A  two-port  device  whose  phase  length  changes  by  the  required  180 
deg  at  a  frequency  of  465  cps  is  the  key  component  The  design  and  con¬ 
struction  of  this  device  using  varactor  diodes  resulted  in  an  efficient 
and  reliable  phase  switch  that  is  readily  driven  at  465  cps  and  that  is 
capable  of  operation  at  much  higher  frequencies 

The  input  and  output  of  the  variable-phase  element  are  the  colinear 
ports  of  a  matched • hybri d  tee  junction  The  side  ports  are  connected  to 
shorted  sections  of  waveguide,  each  containing  a  varactor  diode  When 
these  sections  are  properly  adjusted  tor  one  condition  of  the  diodes 
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FIG.  6.5  DIAGRAM  OF  TOE  PHASE  SWITCH  FOB  CROSS  OPERATION. 


the  signal  that  enters  the  hybrid  junction  is  divided  between  the  two 
side  arms,  is  reflected  after  traveling  a  certain  phase  length,  and  is 
then  recombined  in  proper  phase  to  proceed  through  the  output  port.  When 
the  diodes  are  in  the  opposite  bias  condition,  the  shorted  sections 
appear  a  quarter-wavelength  longer  and  hence  a  total  phase  length  of  180 
deg  is  added  to  the  signal. 

With  careful  construction  and  adjustment  of  the  switch,  the  simul¬ 
taneous  amplitude  modulation  is  negligible  and  the  insertion  loss  less 
than  0.8  db  Since  the  variable  phase  element  appears  in  one  input  line 
only,  the  switch  -  insertion  loss  in  db  is  effectively  only  one  half  that 
of  the  element  itself.  A  detailed  description  of  the  side-port  shorting 
sections  shown  in  Fig.  6.6  is  given  in  Appendix  K. 

When  single-array  operation  is  desired,  a  waveguide  section  as 
shown  in  Fig  6.7  is  connected  to  the  phase-switch  inputs.  The  additional 
matched  hybrid  tee  junction  provides  sum  and  difference  outputs  composed 
of  antenna  and  reference  source  contributions.  The  action  of  the  phase 
switch  on  these  inputs  is  to  yield  either  the  antenna  contribution  or  the 
re ferenc e • sou rce  contribution  at  the  output  for  the  two  phase  switch  con¬ 
ditions  The  result  is  a  switching  of  the  receiver  input  between  the 
antenna  and  the  reference  source  and  consequently  square-wave  modulation 
of  the  antenna  signal 

Included  in  the  input  circuitry  shown  in  Fig.  6.5  is  the  calibration 
system  A  hi gh- di recti v i ty ,  10  db,  directional  coupler  is  inserted  in 
each  input  and  these  are  fed  from  a  single  gas  discharge  noise  source 
whose  output  is  attenuated  and  divided  by  a  matched -hybrid- tee  junction. 
This  hybrid  junction  is  important  because  it  gives  additional  isolation 
between  inputs  for  any  signal  which  tends  to  couple  through  the  call 
bration  system  When  properly  connected,  the  known  calibration  signal 
from  the  noise  source  appears  at  the  t rave  1 i ng- wave  tube  input  in  proper 
phase  to  provide  the  same- po 1  a ri t y  output  deflection  as  the  antenna  sig 
nal  when  the  microwave  switch  configuration  is  in  use. 

3  H-F  and  1-F  Sections 

The  output  of  the  phase  switch  is  connected  to  the  t ravel ing- wave 
amplifier  through  an  isolator  to  minimize  any  effects  of  impedance  modu¬ 
lation  produced  by  the  phase  switch  An  RCA  6861  low-noise  traveling- 
wave  tube  (TWT)  provides  23  db  of  gain  with  an  effective  noise  temperature 
of  [200  "K  This  tube  has  given  excellent  service,  being  in  continuous 
operation  for  over  20,000  li  r  The  operating  voltages  for  the  TWT  are 
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obtained  from  an  adj ustable- tap  resistive  divider  across  the  regulated 
1250  V  supplies  to  allow  tbe  setting  of  voltages  for  optimum  noise- 
temperature  operation.  For  protection,  tbe  TWT  voltages  are  controlled 
by  a  relay  that  senses  tbe  solenoid  voltage,  thus  insuring  a  properly 
focused  beam 

From  the  t ravel i ng- wave  amplifier  (Fig.  6.8)  the  signal  passes 
through  tlie  image- rej  ection  filter.  Over  20  db  rejection  of  the  image 
120  Me  away  from  the  signal  is  obtained  with  a  re-entrant  quarter-wave 
transmission  filter.  From  this  filter  the  signal  goes  on  to  the  coaxial¬ 
line  mixer  The  local  oscillator  is  a  2K42  reflex  klystron  operating  at 
3232  1  Me,  The  necessary  frequency  stability  is  achieved  through  regulated 
supply  voltages,  an  oil  bath,  and  a  high-Q  transmission  cavity  coupled 
to  the  klystron  output  Because  the  i  f  amplifier  has  a  d-c  path  to 
ground  at  its  input,  a  d-c  block  is  used  following  the  mixer  to  allow  the 
mixer  current  of  0.6  ma  to  be  monitored  A  sample  of  the  1 ocal - osci 1 1 ator 
power  into  the  mixer  is  detected  and  applied  to  a  meter  as  a  means  of 
checking  frequency.  A  daily  check  and  adjustment  of  tbe  reflector  voltage 
to  peak  this  meter  when  necessary  assures  the  proper  operating  frequency. 
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FIG  6  8  BLOCK  DIAGRAM  OF  H- F  AND  I-F  SECTIONS  OF  RECEIVER. 


The  60- Me  i-f  amplifier  is  an  unmodified  commercial  unit  with 
10-Mc  bandwidth  and  is  normally  operated  at  maximum  gain.  The  attenuator 
following  the  i-f  amplifier  has  a  range  of  0  to  20  db  in  1-db  steps  and 
is  useful  for  performance  checks  aa  well  as  providing  i-f  gain  control. 

Because  of  bandwidth  effects  on  the  antenna  pattern  aa  discussed 
above,  a  range  of  bandwidths  (O.S,  2.  S,  5,  and  10  Me)  is  provided.  The 
i-f  amplifier  output  at  a  10-Mc  bandwidth  is  coupled  into  a  single-tuned 
circuit  adjusted  to  the  desired  3-db  bandwidth  through  resistive  loading. 
A  bandswitch  changes  coupling,  trimming  capacitors,  and  loading  resistors 
as  necessary.  A  cathode  follower  transfers  the  signal  from  this  filter 
circuit  to  the  detector. 

4.  Detector  and  Low- Frequency  Section 

The  receiver  depends  on  square-law  detection  for  proper  operation. 
The  infinite- impedance  detector  circuit,  when  operated  with  small  sig¬ 
nals,  has  a  satisfactory  aquare-law  response,  as  demonstrated  by  the 
graph  of  Fig.  6.9,  which  is  an  over-all  calibration- response  curve  for 
the  receiver  from  input  to  output  and  has  less  than  1-percent  rms  error 
aa  measured  from  a  best-fit  straight  line. 


FIG.  6.9  POWER  RESPONSE  CURVE  FOR  THE  COMPLETE  RECEIVER.  THE  RMS 
DFJ>ARTURE  FROM  A  STRAIGHT  LINE  IS  LESS  THAN  I  PERCENT. 
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After  detection,  as  shown  in  Fig.  6.10,  the  signal  passes  through 
a  variable-phase-shift  network  which  is  set  for  maximum  receiver  output 
with  a  standard  calibration  signal.  With  the  square-wave  modulating- 
waveform  generator  used,  no  adjustment  of  the  phase  of  the  demodulating 
waveform  can  be  made;  hence  this  must  be  done  in  the  signal  channel. 

A  single- tuned  L£  amplifier  follows  the  phase  shifter  with  a  band¬ 
width  of  40  cps.  This  filtering  sufficiently  reduces  the  noise  power 
that  must  be  handled  by  the  low-frequency  amplifiers  and  coherent  de¬ 
modulator  to  avoid  saturation  problems  on  noise  peaks.  The  bandwidth  is 
not  so  narrow,  however,  that  slight  frequency  drifts  of  the  modulating- 
signal  generator  result  in  undue  phase  shifts  and  consequent  output 
fluctuations. 

Further  amplification  is  provided  by  two  RC-coupled  stages.  These 
have  voltage  dividers  providing  a  range  of  gains  from  10  through  1000- 
The  coherent  demodulator  requires  a  balanced  input  which  is  obtained  with 
a  phase- sp 1 i tt i ng  circuit. 

5 ■  Demodulation  and  Output  Sections 

The  coherent  demodulator  is  a  realization  of  the  switching  circuit 
shown  in  Fig.  6.11(a)  by  the  vacuum-tube  circuit  (b).*  For  zero  input 
the  d-c  output  is  but  a  few  millivolts  and  stable,  so  that  satisfactory 
compensation  can  be  made  with  the  zero  set  control  of  the  cathode- fol lower 
pair  driving  the  recorder.  The  output  impedance  for  the  de.nodul ator  is 
high,  so  that  the  smoothing  filter  must  necessarily  also  be  high  impedance 
and  require  the  use  of  cathode  followers  to  drive  recorders  and  output 
meters  satisfactorily. 

The  smoothing  filters  provided  have  the  characteristics  shown 
with  the  circuit  diagram  in  Fig.  6.12  The  recorder  used  may  add  a  sub¬ 
stantial  amount  of  smoothing  so  that  observations  made  where  there  is  a 
question  as  to  smoothing  effects  should  include  specific  measurements 
for  determining  the  over-all  smoothing  present.  Impul se- response  checks 
or  f requen cy- response  measurements  may  both  prove  of  value  in  such  cases. 

The  cathode  followers  mentioned  above  are  connected  as  shown  in 
the  schematic  in  Fig.  6.13.  Both  impedance-matching  and  zero-set  func¬ 
tions  are  present  in  this  circuit.  A  mercury  cell  furnishes  the  grid 


This  circuit  i.s  an  adaptation  of  one  originating  in  the  Hadipphysics  section  of 
C..S.I.R.O.  Sydney,  Australia. 
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FIG.  6.10  BLOCK  DIAGRAM  OF  RECEIVER  FROM  I-F  ATTENUATOR  THROUGH  TOE  COHERENT  DEMODUL.'  OR.  INCLUDING  MODULATION  .AND  DE¬ 
MODULATION  SIGNAL  GENERATOR  BLOCKS  WITHIN  DASHED  UNE  SUPPLIED  FROM  SEPARATE  +250- v  SOURCE. 


INPUT 


1 


(»)  SWITCHINGCIHCUIT  REPRESENTATION 


(b)  SCHEMATIC 


FIG  6.11  COHERENT  DEMODULATOR. 
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voltage  for  zero  setting  with  a  lifetime  of  about  60  days.  In  normal 
operation,  a  lOO  O-lOO  microammeter  and  two  100-0-  100-mv  recorders  are 
operated  in  parallel  between  the  cathodes. 

One  recorder  has  a  slow  chart  speed  (1.5  in. /hr)  for  use  as  a 
log  of  receiver  operation.  The  second  recorder  produces  the  analog  out¬ 
put  of  observations  and  has  an  adjustable  attenuator  for  calibration  and 
standardization  of  records.  A  continuous  potentiometer  followed  by  an 
accurate  step  potentiometer  makes  up  this  attenuator.  Since  the  self¬ 
balancing-potentiometer,  recorder- input  impedance  at  balance  is  very 
high,  loading  of  the  final  attenuator  is  very  small  and  its  accuracy 
is  maintained. 

6 .  Auxiliary  Apparatus 

Power  is  supplied  from  the  ll5-v  60-cycle  lines  through  an  elec¬ 
tronic  regulator  that  furnishes  a  constant  rms  value  of  voltage.  The 
receiver  has  regulated  d- c  supplies  for  650,  -500,  -250,  -6.3,  and  •t-250v. 


KIG.  6.13  CATHODK-FOl.LOWEH  OUTPUT  CIRCUIT 
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Of  these,  the  650  and  -500  v  supplies  are  used  for  the  local-oscillator 
reflector  and  beam  voltages  respectively.  Several  critical  circuits 
operate  better  with  d  c  heater  power  so  this  has  been  provided  from 
transistorized  regulated  supplies.  While  a  single  supply  would  have  been 
satisfactory,  the  course  of  construction  and  developement  led  to  smaller 
separate  units  The  TWT  has  d  c  heater  power  as  well  as  the  i-f  amplifier, 
filter,  and  detector  circuit,  and  also  the  tuned  465-cps  amplifier, 
demodulator,  and  output  cathode  followers. 

The  TWT  solenoid  requires  110  v  d-c  at  1.5  a.  Heating  of  the 
solenoid  produces  a  large  change  in  resistance,  hence,  during  warm-up, 
the  proper  current  must  be  maintained  by  changing  an  adjustable  trans¬ 
former  feeding  the  rectifier  filter  comgination. 

A  separate  +250-V  regulated  supply  is  used  for  the  modulating  and 
demodulating  signal  generator  to  prevent  these  signals  from  appearing 
throughout  the  receiver  on  the  +250-V  bus.  The  blocks  enclosed  by  the 
dashed  line  in  Fig.  6.10  are  the  circuits  so  supplied.  In  order  to 
generate  square- waves  without  problems  in  asymmetry  the  scheme  shown  is 
employed.  An  H-C  phase-shift  oscillator  at  twice  the  desired  frequency 
feeds  a  Schmidt  trigger  circuit  adjusted  to  trigger  on  posi ti ve- going 
zero  crossings.  The  resulting  rectangular  waveform  is  differentiated 
and  clipped  to  provide  a  twice  frequency  trigger  pulse.  When  this  wave¬ 
form  drives  a  bi- stable  multivibrator  a  square- wave  output  is  produced 
at  the  desired  frequency.  Various  phase  splitters,  cathode  followers, 
and  reference  diode  clippers  provide  all  the  necessary  output  waveforms. 
From  the  square-wave  at  465  cps,  a  tuned  amplifier  selects  the  funda¬ 
mental  component  for  a  somewhat  distorted  sine-wave  output. 

Several  test  points  are  brought  to  the  front  panel  through  a 
selector  switch  so  that  waveforms  can  be  monitored  easily.  These  appear 
on  positions  of  the  test  function  switcli;  No.  1  (not  used)  No.  2, 
detector  output.  Nos.  3  and  4,  two  phases  of  tlie  demodulating  waveform, 

No.  5,  one  signal  input  to  the  demodulator.  No.  6,  the  output  of  the 
demodu 1 ato  r . 

C  CHARACTEBISTICS  AND  PERFORMANCE 
1 .  Critical  Features 

The  TWT  must  be  properly  adjusted  for  lowest  effective  noise 
temperature  and  adequate  gain  This  adjustment  results  in  a  stable 
condition  and  requires  little  further  care.  Proper  image  rejection  is 
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necessary  to  prevent  simultaneous  reception  from  two  interference  maxima 
at  different  positions  in  the  sky  resulting  from  the  two  bands.  A  min¬ 
imum  value  of  20-db  rejection  is  maintained. 

The  departure  from  ideal  square  law  detection  has  to  be  small 
blit  is  readily  measured  and  is  repeatedly  checked  during  calibration  pro¬ 
cedures.  For  a  detector  response  with  linear  as  well  as  a  squared  term, 
the  departure  from  the  best- fit  square  law  can  be  shown  to  be  linearly 
related  to  the  linear-term  coefficient  and  also  to  the  range  of  input 
signals  considered.  Thus,  for  small  ranges  of  input  and  a  small  linear 
coefficient,  the  approximation  to  square  law  operation  is  sufficiently 
accurate.  When  operated  to  keep  the  active  sun  response  well  on  scale, 
inputs  to  over  twice  full  scale  remain  on  a  linear  portion  of  the  system 
and  do  not  show  the  effects  of  saturation. 

The  stability  of  the  gain  and  the  bandwidth  is  an  important  con¬ 
sideration.  Although  the  modul ated- si gnal  mode  of  operation  giver  a 
considerable  improvement  factor  for  output  fluctuations  due  to  instabil¬ 
ities,  their  effect  is  present  and  must  be  responsible  for  the  majority 
of  the  difference  between  actual  and  theoretical  minimum- detec tabl e- 
signal  values. 

Phase  switching  in  practice  has  a  tendency  to  introduce  losses, 
unwanted  responses,  and  inefficient  operation.  There  may  be  a  fixed  loss 
for  signals  passing  through  the  phase  reversing  element.  Half  of  this 
is  the  effective  loss  for  the  switch,  since  only  half  the  signal  passes 
through  it.  If  the  phase  reversal  is  not  complete,  the  output  is  less 
than  optimum.  For  symmetrical  antennas,  with  a  difference  between 
180  deg  and  the  actual  shift  in  phase  the  output  is  reduced  according  to 
the  equation 


p  .  p^^^  cos 

where  is  the  maximum  output  for  'i/<  equal  to  zero  and  provided 

optimum  phase-length  compensation  is  introduced  into  one  transmission 
line.  For  unsymmetrical  antennas,  the  pattern  is  affected  as  well  as 
the  amplitude  [Ref.  25]- 

In  addition  to  a  fixed  loss,  the  switch  may  have  a  variable 
transmission  efficiency.  This  shows  up  as  an  amplitude  modulation  at 
superimposed  on  the  phase- reve rsa 1  modulation.  The  effect  of  this 
amplitude  modulation  is  most  deleterious  when  a  solar  observation  is 
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made  with  the  cross  and  a  large  source  is  in  one  array  response  and  not 
the  other.  Such  a  condition  can  lead  to  the  presence  of  a  spurious  fan - 
beam- response  record  superimposed  on  the  cross  record.  These  responses 
have  to  be  held  to  a  small  value  even  with  the  extreme  differences  in 
array  response  possible  from  the  active  sun.  Because  of  this,  phase- 
switch  adjustment  is  carried  out  to  minimize  amplitude  modulation  even 
at  the  expense  of  poor  efficiency  resulting  from  incomplete  phase  re¬ 
versal.  Fortunately,  the  loss  for  a  small  i/'  i^ot  serious.  A  ferrite 
isolator  between  the  phase  switch  and  the  TWT  also  help  to  minimize  the 
amplitude-modulation  effects. 

2 .  Minimum  Detectable  Signal 

The  measurement  of  AT  was  made  with  the  aid  of  a  digitizer  and 
printer.  A  series  of  digitized  values  of  the  output  for  a  zero-signal 
condition  was  recorded,  followed  by  a  series  after  the  introduction  of  a 
calibration  step.  From  this  data,  the  mean  value  of  the  level  on  each 
side  of  the  calibration  step  was  determined.  Then  the  actual  calibration 
slope  in  divisions  per  was  obtained.  Following  this,  the  standard 
deviation  from  the  mean  was  calculated  for  both  levels.  Two  values  of 
AT  were  thus  obtained  from  this  process. 

With  the  following  parameters  for  the  receiver; 

T  -  1800  °K 

es 

M  -  7r//2 
T  •  2.67  sec 
Af  *  1.57  X 10^ 

the  theoretical  value  for  AT  is  1.95  °K.  Using  a  calibration  step  of 
16  °K,  values  of  2.44,  2.52,  2.43,  and  2.36  °K  were  deduced  from  measure¬ 
ments.  These  values  yield  an  average  value  of  2.43  ®K  for  the  experimental 
minimum- detec tabl e  signal. 

D  SAMPLE  RECORDS 

1  Fan-Beam  Solar  Record 

The  repeated  solar  scans  which  the  antenna  provides  from  the  E-W 
array  while  tracking  are  used  as  a  patrol  on  solar  activity.  The  record 
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in  the  absence  of  activity  repeats  with  very  little  change  from  scan  to 
scan,  as  can  be  seen  from  the  record  reproduced  in  Fig.  6.14. 

2.  Pencil-Beam  Solar  Record 

When  the  antenna  is  operated  as  a  cross,  the  successive  scans 
appear  with  opposite  polarity  and  exhibit  great  differences  as  the  pencil 
beam  scans  different  portions  of  the  aun.  Such  a  record  is  reproduced 
in  Fig.  6.15. 

3.  Weak-Source  Record 

As  a  contrast  to  the  large  signal- to-noiae  ratio  of  the  solar 
records,  a  fan-beam  observation  of  the  moon’a  thermal  emission  is  shown 
in  Fi g.  6. 16. 


10  APRIL  1961 

|gh  33a  ijga  18*'  38*  46* 


FIG.  6.14  SAMPLE  SOLAR  RECORD  SHOWING  FAN-BEAM  SCANS.  A  SIMPLE 
MICROWAVE  BURST  IS  PRESENT. 


*The  toUr  obiervationi  hsve  been  reported  by  Swerup  [Ref«.  25,25]. 
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VII  CONCLUSIONS 


A  SUMMARY 

For  all  the  types  of  stabilized  receivers  discussed,  the  attempts  to 
gain  freedom  from  instability  problems  result  in  greater  minimum  detect¬ 
able  signals  Other  methods  of  improving  signal  to  noise  ratios  such 
as  repeated  measurements  or  simultaneous  observations  are  demanding  with 
respect  to  time  or  equipment  and  furthermore  depend  upon  the  randomness 
of  the  noise  from  measurement  to  measurement  in  order  that  a 
1//No  of  measurements  improvement  factor  can  be  achieved.  When  a  maximum 
T  and  Af  is  reached,  instabilities  are  controlled  and  the  system  noise 
temperature  is  a  minimum  without  yielding  a  small  enough  AT,  these  multi¬ 
measurement  techniques  can  be  applied. 

The  properties  of  several  receivers  relative  to  a  total  power  re¬ 
ceiver  are  shown  in  Table  7.1  Although  this  tabulation  is  an  aid  in 
determining  the  choice  of  a  type  of  receiver,  still,  the  estimation  of 
the  cost  and  effort  required  to  achieve  a  certain  stability  with  a  re¬ 
ceiver  in  a  given  application  must  remain  as  part  of  the  design  problem 
in  which  experience  is  most  helpful 

Various  receivers  have  been  considered  in  relation  to  the  effect  of 
instabilities  on  their  calibration  curves.  From  this  viewpoint  we  see 
that  constant  zero  signal  output  in  the  presence  of  instabilities  is 
achieved  by  most  stabilized  receivers  including  the  d- c  comparison, 
correlation.  Uicke,  and  Ryle  and  Vonberg  types  The  modulated  pilot 
AGC  receiver  achieves  this  for  gain  changes  but  not  for  T^^  changes. 

The  calibration  curve  behavior  for  large  signals  in  the  presence  of 
instabilities  as  shown  in  Table  7.1  for  the  Ryle  and  Vonterg  receiver  is 
independent  of  gain  and  T^^  changes  and  the  slope  of  the  calibration  curve 
is  maintained  constant  For  the  modulated  pilot  AGC  receiver  this  is 
true  except  that  changes  shift  the  zero  signal  output  level. 

The  M  value  of  /2  for  the  d  c  comparison  and  correlation  receivers 
is  low  but  it  is  achieved  at  the  expense  of  dual  channels.  The  cor¬ 
relation  receiver  with  circulators  and  cooled  terminations  holds  the 
promise  of  being  o  good  wide-band  receiver 

For  modulated  signal  receivers  the  M  value  of  2  remains  quite  theo¬ 
retical  since  in  piactice  a  video  filter  is  usually  used  with  the  re¬ 
sulting  M  factor  of  nf\/2  or  2  22  for  the  optimum  square-wave  modulation. 
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TABLE  7.1  RELATIVE  MERITS  OF  SEVERAL  RECEIVERS  TITH  EQUAL 


O 

c 


U2 


These  values  are  for  square-wave  modulation  and  demodulation  only 


All  AGC  systems  deteriorate  the  M  factor  of  a  receiver.  The  modulated 
pilot  signal  AGC  receiver  can  achieve  values  approaching  2  for  M  without 
undue  integrating  times  in  the  AGC  loop  with  pilot  signals  about  one 
tenth  the  system  noise  temperature.  Loop  stability  places  a  limitation  on 
this  receiver’s  capabilities. 

The  nul 1 -balancing  receiver  has  a  AT  depending  upon  the  AT  for  the 
comparison  receiver  used.  The  relationship  is  one  to  one  except  for  the 
integrating  time  which  is  reduced  by  the  loop  feedback  action.  This 
receiver’s  freedom  from  instabilities  although  considerable  is  not  com¬ 
plete  since  integrating  time  is  a  function  of  loop  gain.  Integration 
time  is  related  to  the  impulse  response  of  the  receiver  and  its  effect  on 
signals  is  to  smooth  and  delay  them.  When  accurate  source  position  measure¬ 
ments  are  being  made,  the  delay  introduced  by  the  integrating  filter  is 
important.  The  fractional  change  in  this  delay  for  a  fractional  change  in 
gain  is  independent  of  the  system  transfer  function  of  the  receiver. 

B  COMPARATIVE  RESULTS 

An  attempt  to  compare  results  from  the  literature  will  disclose  a 
variety  of  terminologies  and  usages  Consequently,  the  explicit  defini- 
nitions  of  parameters  and  consistent  treatment  used  herein  are  useful  in 
any  comparison. 

Uicke  [Ref.  l]  reported  the  following  equation  for  a  linear  detector 
(to  which  he  erroneously  attributed  an  advantage  of  two  over  a  square- 
law  detector) 


at  -  (T  773/2  N/8)(a/Au;)»i. 

This  equation  was  subsequently  presented  in  correct  form  by  Bunimovich 
[Ref  27]  and  Selove  [Ref.  9],  as 

AT  •  (T773/2  N/4)(a/Afc;)« 

Applying  the  equations  derived  and  presented  in  previous  chapters,  we  find 
the  same  expression  as  shown  below.  Starting  with 

AT  .  T,,  M  1)^, 


where 
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U  ■  / l/rAf  ■  / vn I2bitu  , 


when 


T  ■  4/a  and  Af  ■  Aai/27T. 


Also, 


M  ■  7r//2 

for  square-wave  modulation  and  a  video  filter.  Letting  T  ■  290  *’K, 


T 


e  s 


+  T 


-  T[(F/2)  -  1]  +  T 


so  that 


T.,  ■  T  N/2 

in  Dicke’s  symbols.  Thus, 


at  •  (TN/2)  (77 //2)  /a/2Aa; 

•  (TN  / a /An; 

which  is  identical  with  the  corrected  Dicke  expression. 

Goldstein  [Refs.  I0,llj  gives  a  value  of 

At  ■  4  T^g  v^'y/a 

for  a  receiver  with  sine-wave  modulation  with  a  video  filter.  The  value 
T^^  is  explicit,  M  for  this  case  is  I'/l  (Table  4.2).  The  integrating 
time  T  ■  l/2>,  since  >  is  the  ideal  low  pass- fi 1  ter  cut-off  frequency, 
which  is  equivalent  to  fj,/2  in  Table  2.1-  The  reception  filter  considered 
is  rectangular  so  that  a  •  Af.  Thus 
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at  -  (2//2)  /2')'/Af 


\ 


which  was  given. 

For  the  case  of  square-wave  modulation  and  a  video  filter  we  can  com¬ 
pare  Golstein’s  [Refs.  10. Ill 

at  *  Wy/a 


using  M  «  vjpi, 


with 


at  -  T,,  (Tr//2)  /27/a 
=  T^j  TTv'Tya 


from  the  above  results. 

Ulum  [Ref.  19]  uses  the  value  of  B^fO).  the  continuous  portion  of  the 
PSD  of  the  detector  output  evaluated  at  zero  frequency  as  his  comparative 
measure  of  performance  for  a  variety  of  radiotelescopes.  [His  A(0)  *  2  B_  (0)]. 
By  multiplying  this  with  the  equivalent  width  of  the  smoothing  filter  we 
can  obtain  the  total  noise  power  at  the  receiver  output  for  unity  signal- 
to  noise  ratio.  Blum  normalizes  B^(0)  such  that  the  output- signal  increment 
IS  unity  for  AT  ■  1  °K.  Thus,  for  a  total-power  receiver  he  gives 
A(0)  *  2T^^/Af,  and  we  can  write 

at  =  /B^(0)  w„  =  /A(0)  w„/2 


.  /2T2y2TAf  -  T^/l/rAf 

For  the  modu 1  a  ted- signa 1  case  with  square-wave  modulation,  no  filter,  and 
square-wave  demodulation,  Blum  gives  the  value 

A(0)  »  8  T^yAf 


so  that 
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at  -  /A(0)/2t  «  2  T,,  /l/rAf 


as  was  given  above.  For  the  correlation  receiver 

A(0)  «  4  T2^/Af 

which  converts  into 

At  *  v/2  T^^  /l/rAf 

as  was  also  given  above. 

When  Strum’s  [Ref.  4]  expression  for  AT  is  simplified,  it  can  be 
written 

At  ■■  ^  1//B-RC  . 

For  a  rectangular  reception  filter,  D  and  Af  are  equal,  and  for  the  single¬ 
section  RC  filter  t  *  2RC.  From  Strum’s  corrected  table  [Ref.  28]  for 
square-wave  modulation  with  a  video  filter, 

^  4:  ‘  4" 

■  Wv^2)(iy2) 

which  when  inserted  into  his  expression  yields 

77/2  /1/I3  RC 

We  find  for  the  same  conditions  the  same  result. 

These  comparisons  show  tlie  harmony  present  in  the  literature  when 
results  are  reduced  to  a  common  form  in  a  consistent  manner  using  clearly 
defined  parameters. 

C.  SUGGESTED  FURTH1:R  STUDY 

The  phrase  “minimum  detectable  signal’’  is  widely  used,  although  it  is  without 
an  accepted  standard  definition.  Of  course  the  difficulty  lies  in  the 
definition  v  f  signal,  which  probably  means  something  different  in  every 
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context.  In  this  study  we  have  restricted  the  signal  for  defining  AT 
to  a  very  simple  case,  namely,  a  change  in  level  from  one  fixed  value  to 
another  without  considering  the  portion  of  record  during  the  change. 
Sufficiently  general  criteria  for  signal  detectability  need  to  be  de 
veloped  so  that  a  measure  of  efficacy  can  be  applied  to  the  combination 
of  a  given  signal  and  the  radiotelescope  used  for  the  observation. 

A  technique  that  should  be  developed  is  a  way  of  optimizing  the  signal- 
to-noise  ratios  for  rep'iated  observations.  With  present-day  large  radio- 
telescopes,  the  cost  of  observing  time  is  an  important  factor  and  measures 
to  improve  the  utilization  of  the  instruments  must  be  employed. 

When  the  first  in  a  series  of  observations  is  complete,  there  is 
a  priori  information  available  in  tl.e  data  that  could  be  used  to  guide 
the  next  measurement.  A  process  of  adaptation  of  receiver  parameters 
toward  some  optimum  for  the  particular  measurement  would  augment  the  im¬ 
provement  normally  expected  just  from  repetition.  The  use  of  “on-line" 
computers  for  data  handling  would  provide  a  means  of  utilizing  filtering 
techniques  of  this  nature. 
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APPENDIX  A.  USEFUL  RELATIONSHIPS 


Given  r(t)  a  sample  function  from  a  stationary  random  process,  its 
time-autocorrelation  function  p(t)  is  defined  as 

T 

^  /  r(t)  r(t  •  f )  dt.  (A.  1) 

The  Fourier  transfor  of  p^(t)  defines  the  power  spectral  density  D(  f )  of 
the  random  process  as 


00 

F[p,(t)]  *  D(f)  *  f  p  (t)  exp(-j277ft)  dt  (A. 2) 

>  OD 


and 


00 

p^(t)  -  /  D(f)  exp(j277ft)  df  (A.  3) 

-  00 


The  cent ral - val ue  theorem  states  that  the  integral  over  infinite  limits 
of  a  function  is  equal  to  the  central  ordinate  of  its  Fourier  transform, 

e  g  . 

00 

/  D{f)  df  -  p-(t)|  -  p  (0).  (A. 4) 

0 


Another  useful  theorem  is  the  convolution  theorem.  The  Fourier  trans 
form  of  the  product  of  two  functions  is  equal  to  the  convolution  of  their 
trans  forms . 


/  Di(f  -  f ')  Djlf')  df' 

-QD 


=  Dj  *  Dj  *  /  Pi  P2  exp(-j  277ft )  dt 

>  OD 


(A.  5) 


The  following  definition  for  the  equivalent  width  w^,  of  a  function  p(t), 
and  the  equivalent  width  of  its  transform  D( f)  will  be  used 


00 

w^  .  /  p(t)  d(t)/p(0) 
«  00 


00 

n(0)//  D(f)  df 

..  GO 


l/Wp 


(A.  6) 
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This  relationship  between  the  autocorrelation  functions  for  the  in¬ 
put  and  output  of  a  square-law  detector  has  been  given  by  Rice  [Ref.  29], 


from  which  we  can  write 


D(f)  «  2  /  Pj„  exp(-j2T7ft)  dt+p?„(0)  8(f) 

00 


where  8(f)  is  the  unit  impulse  function. 


(A. 7) 


(A.8) 
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APPENDIX  B  ANALYSIS  OF  A  CORRELATION  RECEIVER 


The  receiver  analysed  below  is  the  one  shown  in  Fig.  4.3,  and  the 
assumptions  used  are  as  follows 

1.  All  random  voltages  arise  from  stationary  gaussian  processes  and 
have  zero  mean  values 

2  All  noise  contributions  of  a  receiver  channel  are  lumped  into 
equivalent  thermal  sources  at  the  channel  input. 

3  Calibration  procedures  result  in  a  one  degree  increment  of  input 
temperature  yielding  a  unit  deflection  increment  at  the  output. 

4  The  smoothing  filter  bandwidtl'  H(f)  is  much  narrower  than  the 
reception  filter  bandwidth  G(f). 

At  the  multiplier,  the  two  input  voltages  are 

Xj(t)  «  nj(t)  u/‘^)U)  (Vj/4)(t)  +  (v2/4){t)  (B  1) 

and 

Xjlt)  -  n2(t)  '  (s/i/2)U)  (Vj/4)lt)  ••  (v2/4){t)  (B  2) 

The  butput  of  the  multiplier 

yvt)  '  XjX2Vl)  ■(njn2  n  -  in  jV  j/4)  '  (n  2V  2/4) 

^  (n,s/v/2,  ts2/2>  (njV|^/4)  -  (njV2/4) 

tv2/l6)  (VjV2/8)  tv2/16)  (B  3) 

The  power  spectrum  of  the  receiver  output  is  related  by  the  Fourier 
transform  to  the  autocorrelation  function  of  y(t)  which  is 

=  '  yUl  ytt+T)^  (B  4) 

Only  the  non-zero  terms  are  contained  in  the  expansion  below,  where  we 
write 
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Pyi’’’)  *  <n  jH  jC  t)n  jn  2(  L  +t)>  +  <(n  js//2),(t )  (n  js//2 )  U  +  ■?■)> 

+  <(n2s/>/2)  ( t)  (njs//^)  ( t  +  T)>  K(njVj/4)  (t)(njVj/4)  (t+ t)> 

+  <(njV2/4)(t)(njV2/4)(t  +  t)>  +<n  ^  Vj/4)(t)(n2Vj/4)(t  +  t)> 

+  <(n2V2/4)(t){n2V2/4){t  +t)>  +<(  s  2/2 )( t )(  82/2 )( t  +t)> 
-<(82/2)(c)(Vj2/16)(t  +t)>  -  <(s2/2)(t)(v2/16)(t  +t)> 

+  <(VjV2/8)(t){VjV2/8){t  +t)>  +<(v2/i6)(t)(v2/16)(t  +  t)> 

+  <(v2/16)(t)(v2/16)(t  +  T)>  -  <(v2/16)(t)(82/2)(t  +t)> 

+  <(v2/l6)(t)(  v2/i6)(t  +t)>  +  <(vf/16)(t)(v2/16)(t  +t)> 

-  <(v2/16)(t)(s2/2)(t  +t)>  (B.5) 

The  relationship  discussed  on  p.  45  permits  the  above  expression  to  be 
wr i tten 

py(T)  -  Pnj  +  (p^^/2)(t)  p^  (t)  +  (p„^/2)(t)pJt) 

+  (p  /16)(T)P  {T)+(p  /16)(t)p  (t)  +  (p  /  16)(t)p,  (t) 

"I  ''I  "1  ''2  "2  ’l 

+(p  /16)(t)p  (t)  + (p2/2)(T)  +  (p2/4)(0)-(<s2>/32)<v?>) 

02  ” 2  *  * 

-  (<s2>/32)<v2> +  (p  /64)(t)p^  (T)+(p2  /128)(t)  + (p2  /256)(0) 

+  (<v2>/256  )<v^  -  (<.s2>/32)<v2>  +  1  p  ^  ^/128 )  1  t  )  +  (p2^/256)(0) 

+  (<v2>/256)<v2>  -  (<s2>/32)<v2>  (B.6) 

The  Fourier  transform  of  this  is 
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B(f)  .  k2  G  *  G{T  ,  T  ,  +(T/2)(T,  +T,  )  +  [T  +T^  Tc)/16] 

erjer2  '  erj  ®*^2  **^1^2 


+  [(T,,  Tf,  +T.,  T-  )/16]  +  (T2/2)  +  (Tp  Tp  /64)  +  [(Tp^  +  Tp^  )/128]} 


®^2  ®^2  ^2 


‘Cl  Cj 


Cl  ‘C2 


[/"ctHf] 


+  k2  I  /  G(f)df  {(T2/4)  +  (Tc  Tf,  /128)  -  (T/16)(Tp  ^  T^,  ) 
-®  12  12 


+  [t2  +t2  )/256]> 

Li  ^2 


(B.7) 


At  the  receiver  output  the  power  spectral  density  is 


C(f)  .  B{f)  lUf) 


(B.8) 


Using  C(f)  the  mean  meter  deflection  <y>,  the  signal  power  S  and  the 
noise  power  N  can  be  found.  Thus 


<y>  •  k[H(0)]'’  /  G(f)  df  [(T/2)  -  (Tp  /16)  -  (Tp  /16)]  (B.9) 


S  •  k  [11(0)1  /  G(  f)  df  AT/2 

'  00 


(B. 10) 


and 


J  H(f)  df 
»  -® 


N  ^  k  J  H(f)  df  [G  ‘G!  ]  T,, 

O'® 


With  a  unity  signal  to  noise  ratio 


S/N  -  1 


] 


J  G(  f)  df  1  H(0) 

__ 

®  2T^, 

G  *  g|  j  11(f)  df 

0  _  rtn 


-  /2AfT  AT/T 


(B.  11) 
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(B. 12) 


From  which  we  get 


AT  -(/2  /VST) 


The  system  effective  noise  temperature 

"  +T^,^Tc^)/16]MT2/2)  MTc^Tc^/64) 

+  [(Tf,2  +T„2)/128]}^ 

Cj  1-2 

For  identical  channels,  when 

T  -  T  •  T 

erj  **'2 

and 


Equation  (B. 14)  simplifies  to 

Te,  ■  [t2^  +T,^  T+ (T^  ^  +  (T2/32)]’^ 

so  that  when  T/T  _  and  Tp/T,.,  are  less  than  1, 

€  r  v#  c  r 


T.,  =  T,  {1  + (1/2T,  )[T  + (Tp/4)]} 

^  S  Cl  ^  V 

*  T,^  +  (T/2)  + (Tc/8) 


Using  this  expression  for  T^^^  we  find 


AT  W2  //Afr  [  T^^  +  (T/2)  +  (Tc/8)] 


(8.13) 


(B.14) 


(B.  15) 


(B.  16) 


(B. 17) 
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APPENDIX  C.  DETAILED  ANALYSIS  OF  THE  MODULATED  RECEIVER 


The  modulated  receiver  is  shown  in  block  diagram  formin  Fig.  3.1. 

This  illustration  includes  all  the  components  of  the  elemental  receiver 
plus  additional  components  to  perform  the  modulation  and  demodulation. 

A  function  generator,  a  modulator,  and  a  coherent  demodulator  are  neces¬ 
sary.  The  video- frequency  filter  is  not  essential  but  is  usually  present 
in  practice. 

The  procedure  followed  will  be  to  calculate  the  power  spectral  den¬ 
sity  at  the  output  of  the  receiver  and  from  this  determine  the  signal- 
to  noise  ratio.  The  mi n imum- detectabl e  input- temperature  increment 
produces  a  unity  signal- to -noise  ratio. 

The  equivalent  source  temperature  for  the  r ecepti on- fi 1  ter  input  will 
be 


T 


e  r 


+  T^(t) 


where 


T  (t)  .  r,(t)  (T-T,,f)+T,.f 


.  [(T-T,,j)/2][1  -M(t)]  +T^,f 


(C.  1) 


The  waveform  /u(t)  determines  the  form  of  the  power  modulation. 

At  the  detector  output  the  voltage  y( t)  is  a  measure  of  the  instantane¬ 
ous  power.  When  averaged  over  times  long  compared  with  w^  [an  equivalent 
width  of  ti.e  autocorrelation  function  for  y(t)],  but  short  compared  with 
the  modulation  period,  we  describe  this  function  approximately  as  a 
varying  time-average 


<y>(t)  .  <x2>(t)  -  k  J  G(f)df  {T^^  +T^^j  +  [(T- T^„j)/2]  [1  -  M(t)]}  (C.  2) 


If  we  form  an  expression  for  x(t)  as  the  sum  of  two  voltages  derived  from 

the  modulated  source  and  the  effective  receiver  input  noise  temperature 

T..  +  T  f ,  we  have 
e  r  ret' 


x(t)  =  m(t)  I'ltl+nft) 


(C.  3) 
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and 


<x2>(t)  -  <*2(t)>  i/2(t)  +  <n2(t)> 


wh  ere 

00 

<n2(t)>  -  k  f  G(f)  df 
»  00 

00 

<«2(t)>  -  k  /  G(f)  df  (T  -  T„,) 

.  00 

and 

1^2(1)  •  [1  /i{t)]  /2  «  7j(t) 

Since  /i(t)  is  descriptive  of  the  form  of  modulation,  v(t)  is  seldom 
speci fi ed. 

First  we  consider  the  case  for  J(f)  »  1.  Then 
Yjtt)  -  y(t)  ^(t)  .  x2(t)  ^(t). 

The  autocorrelation  function 

T 

“  ji*  X{t+T)  X(t)  X(t+T)  ^(t)  ^(t+T)  dt 

■  <x(t)  x(t+T)  x(t)  x(t+T)  ^(t)  ^(t+T)> 

■  <C«^(t)  T](t)+2«(t)  n(t)  i/(t)+n2(t)] 

•  [s2(t+T)  Tj(t+T)  +  2«(t+T)  n(t+T)  v(t+T)  +  n2(  t+ t)]  • 

[^(t)  f(t+T)] 

From  this  expression  the  following  terms  have  non-iero  values: 

<«2(t)  a2(t+T)  i7(t)  Tj(t+T)  5(t+T)> 

<4a(t)  a(t+T)  n(t)  n(t+T)  v(t)  v(t+T)  ^(t)  ^(t+T)> 
<n2(t)  n2(t+T)  ^(t)  f(t+T)>. 


(C.4) 


(C.5) 


(C.6) 


(C.7) 
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After  evaluating  the  random  portions  of  these  expressions  we  have 


[<m2{  t)>2+2p2(T)]  <T)(t)  Tj(t+T)  ^(t)  ^(t+T)> 

4p„{t)  P^(t)  <v(t)  v{t*r)  ^(t)  ^(t+T)> 

2p2(T)  <$(t)  ^ ( t+T )>  + <n2( t )>2  <^(t)  ^(t+T)> 

The  periodic  portion  of  the  first  term  can  be  written 

<{ [l  -  p( t)] / l} [l  -  p( t+r)]  ^(t)  S(t+T)> 

<1/4  [1  -p(t)  -  p(t+T)  +p(t)  p{t+T)]  ^(t)  ^(t^)> 

The  only  d- c  component  (which  must  be  signal)  is  determined  by  the  mean 
value  of  the  term 

1/4  <M(t)  p(t+T)  ^(t)  ^(t+T)>.<«2(t)>2 

Now,  since  we  are  interested  in  determining  the  si gnal - to-noi sc  ratio  at 
zero  signal,  the  noise-power  spectrum  is  that  which  is  the  Fourier  trans¬ 
form  of 


2pI[t)  <^(  t)  if  { t+T  )> 


The  mean  value  or  d-c  component  of  an  autocorrelation  function  for  a 
periodic  function  is  equal  to  the  square  of  the  average  value  of  the 
function  over  a  period  T.  Thus 


S  -  H(0) 


1  I 
4  [_7 


T  12 

J  p(t)  f(t)  dt  <*2(t)>2 

0 


=  H(0)  i  k  (T-  T^^f2)  ^  [t 


T  12 

J  p(t)  f(t)  dt 


When  f(t)  is  written  in  louricr  ..cries  form. 


00 

s(t)  *  y  K-  exp(nj  277f  t)  exp(nj0). 

s «  ni 

n  *  -  CD 


(C.8) 


(C.9) 
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Then 


<.f(t)  ^(t+T)>  »  T.  |K_e  1^  exp(nj  27rf  ||T) 
n  »  -  CD  ^ 


(C. 10) 


The  noise-power  spectrum  at  the  output  of  the  receiver  is 

“  2 

C^(f)  •  {2k2(T^^ +T^^j)2  [G  *0]  •  I  |K^  1  8(f  -  nf,)}  H(f)  (C.ll) 

n*  -CD  ^ 

This  spectrum  is  very  wide  compared  with  the  spectrum  of  ^(t);  therefore, 
to  a  close  approximation,  we  can  write  for  the  noise-power  output 


00  o  ® 

N  -  2k2(T^^  +  T,^j)2  [G‘G]|  5.  |K^  1  J  H(f)  df.  (C.12) 

°  n»-®  "  -® 


Now,  making  use  of  the  definitions  for  t  and  Af  we  form  the  signal*to- 
noise  power  ratio  and  set  it  equal  to  unity,  thus 


H(0)  i  - 

T 

2 

~  X  “1  2 

\  J  fi(t)  ^(t)  dt 

k^AT^ 

I  G(f)  df 

si  . 

1  .  4  L 

'  0 

^  .  CO  .. 

N2 

2k2(T., 

+  T,,f)2  [G*G]| 

re  I  Q 

OO 

5.  iK^  1 

n.-®  " 

2  ” 

1  ;  n(f)  df 

.  CO 

i  AT  rAf 

4 


fi(t)  t )  dt 


] 


r.  Ik, 


(C.13) 


From  this  we  find  the  minimum  detectable  input  temperature  increment 


At  -  M  (T^^  /l/rAf 


(C.  U) 


where 
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(C.15) 


Interest  centers  on  minimum  values  for  M,  given  explicit  waveforms.  The 
phase  of  ^(t)  must  be  set  for  the  maximum  value  of  the  denominator  in  the 
above  expression  in  order  to  achieve  the  minimum  M.  Table  4-1  contains 
values  of  M  for  various  combinations  of  /i(t)  and  s(t). 

In  order  to  include  a  video  filter  in  the  analysis  we  need  the  de¬ 
tector  output  spectrum.  Knowing  this  the  effect  of  the  video  filter  can 
be  considered  and  the  spectrum  at  the  input  to  the  coherent  demodulator 
can  be  determined. 

The  autocorrelation  function  for  the  detector  output  is 

pyir)  ■  <x(t)  x(t+T)  x(t)  x(t+T)>  (C.16) 

The  non-zero  terms  in  this  expression  are 

<is2(t)>2  <77(t)  T](t+T)>  +  2p2(t)  <T)(t)  T)(t+T)> 

4p,(t)  P„(t)  <v{ t)  v(t+T)> 

<n2(t)>2  +  2p2(T) 

For  zero  signal  conditions  the  noise  power  is  derived  from  the  term 

2p2(T) 

and  the  signal-power  information  is  in  the  term 

<m2(t)>®  <i7(t)  T7(t+T)>. 


The  Fourier  transforms  of  these  terms  times  the  power- transfer  character¬ 
istic  of  the  video  filter  are  the  noise  and  signal  components  of  the 
power  spectrum  given  below 
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2 


By^(f)  *  2k2  (T„+T,,,)2  G*G  J(f) 


+  k2  (T-  T. 


G{f)  dfj  F[<r,{t)  r,(t+T)>]  J(f).  (C.17) 


Two  forms  for  J(f)  of  interest  are,:  (1)  a  response  that  excludes  fre¬ 
quencies  in  the  band  around  twice  the  reception  filter  mi d- frequency , 
as  is  common  for  envelope  detectors,  and  (2)  a  narrow  band  including  only 
the  fundamental  of  the  modulation  frequency.  For  the  first  case,  since 
f|^  must  be  small  compared  to  Af,  all  the  harmonics  of  fji(t)  will  pass  and 
contribute  to  the  signal-power  output.  The  noise  power  output  will  be 
the  same  as  with  no  filter  and  hence  the  factor  M  is  no  affected. 

In  the  second  case,  let  J(f)  ■  1  for  all  significant  values  of  H(f  -  f^) 
and  H(f+f|||);  i.e.,  the  smoothing  filter  is  much  narrower  than  the  pass 
band  of  the  filter  J(f).  Then,  for  the  noise  component  of  the  output 
spectrum  we  can  write 


2k2(T,^  +T^,f)2  G  'GI^  •  2  H(  f) 


since  only  the  fundamental  component  of  the  demodulating  signal  gives 
rise  to  power  within  the  smoothing- filter  passband.  The  signal  component 
of  the  power  spectral  density  at  the  output  of  J(f)  is 

(k2/4)(T  -  T^^f)2  G(f)  dfJ  ^[<M(t)  M(t+T)>]  J(f) 

or 

(k2/4)(T  -T^,,)2  j^J  G(f)  df  J  1^  -  f,)]  . 


when  =  I  K  exp(jn2r7f|||t). 

yj ( t)  ,  vhere"’"® 


This  can  be  associated  with  a  voltage 


(k/2)(T  T^.f 


G{f)  dfl  2|K 


f 


cos  2Trf  t 

In 


Now  at  the  output  of  the  coherent  demodulator 


(C. 18) 
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y2(t)  «  yi(t)  ^(t) 


and 


'>2 


Tl  .  (T-T,.,)!  [  jG(f)dfJ  ^  277f^t  cos  277<f  (t+T)  • 


^{t)  ^(t+T)>, 


(C. 19) 


from  which  as  in  Eq.  (C.8)  we  can  write  for  the  signal-power  output 


;2  s 


ll(0)k2(T-T^^j)2j^jG(f)  j(l/T)  ;  .l{t) 


cos  In  I  t  dt 
m 


] 


(C.20) 


Determining  the  signal  to-noise  power  ratio  as  before 


At2  rAf 


S2/n2  .  1 


So  we  find 


[(l/T)  / 

L _ 0 


i(t)cos27Tftdt  |K 


2|KjJ 


(C. 21) 


at  -  M  +T,.f)  /i7tM 


where 


V  - 


IK^J 


Ik 


>1 


-  T 

(1/T)  I  i 

0 


(t)  cos  277f_t  dt 

m 


(C. 22) 


For  the  case  when  the  relative  phase  of  /^(t)  and  ^(t)  is  zero  i.e., 

&  -  0, 


|K^  I  *  (1/7)  /  $(t)  cos  277f^t  dt, 
*  0 
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since  this  just  one-half  times  the  expression  for  the  fundamental 
coefficient  in  a  cosine  Fourier  aeries  (K^j  is  the  positive  frequency 
fundamental  coefficient  in  the  exponential  form  of  the  Fourier  series). 
This  substitution  results  in  the  simplified  expression 

M  -  (C.23) 


In  Table  4.2  values  for  M  with  three  different  waveforms  for  ^l(t) 
ha\  !  been  calculated. 

When  a  phase  angle  6  exists  between  the  fundamental  components  of  /x(t) 
and  5( t ) , 


T 

(1/^)  J  5(t)  cos  277f^t  dt  •  |K^  I  cos  6 
0  * 


{C.24) 


and 


M  ■  /2/ I j I  ^ 


(C.25) 
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APPENDIX  D.  PROOF  OF  THEOREM  ON  TIME  DISPLACEMENTS  DUE  TO  SMOOTHING 


THEOREM:  The  centroid  of  the  signal  waveform  t^  will  be  located  tj, 

sec  in  time  before  the  centroid  of  the  recorded  waveform  t^.,  where  t|j  is 
the  time  coordinate  of  the  centroid  of  the  impulse  response  in  relation 
to  its  origin  or  time  of  impulse. 

GIVEN:  A  signal  s(t),  a  smoothing  filter  with  an  impulse  response 

h(t),  and  the  output  signal  r(t).  VVe  define  the  time  coordinate  of  the 
centroid  of  the  waveform  as  t,  which,  for  r(t),  is  expressed 

00 

J  t  r  (  t )  d  t 


J  r  (  t  )  d  t 


TO  PROVE: 


PROOF:  We  use  the  relationships 

<0 

n'(0)/  j277  «  /  t  r(t)  dt 

CD 


an  d 


R(0)  «  J  r(t)  dt 
-  00 


so  tliat 


t,  «  R'(0)/  j  277  R(0) 

and  similarily  for  the  other  functions,  where  P( f) ,  the  Fourier  transform 
of  r(t),  can  be  written  terms  of  the  transforms  of  s(t)  and  h(t)  as 

H(  f)  =  S(f)  11(f). 
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The  derivative  of  this  expression  is 


R'(f)  ■  S(f>  H'(f)  +S'(f)  H(f). 


Now  we  can  write 


1 

S(f)  H'(f) 

+  S'(f)  H(f) 

j277 

S(0)  H(0) 

S(0)  11(0) 

0 

0  _ 

=  S'(0)/-j27;  S(0) 


«  t 

S 


Q.  E.D. 

The  impulse  response  may  have  its  centroid  located  at  the  origin  when 
it  has  a  zero  first  moment  and  has  a  positive  area.  In  this  case  the  re¬ 
corded  waveform  centroid  will  not  be  shifted  relative  to  the  signal  wave¬ 
form  but  serious  distortion  of  shape  will  occur. 

The  tendancy  exists  for  the  evaluation  of  the  centroid  of  a  waveform 
by  eye  to  be  made  on  the  basis  of  the  area  under  the  absolute  value  of 
the  waveform.  For  applications  such  as  those  involving  smoothing,  this 
must  be  avoided.  In  general,  smoothing  filters  with  oscillatory  responses 
which  may  have  zero  first  moments  are  not  used,  but  in  servo  type  re¬ 
ceivers  the  possibility  exists. 


133  - 


APPENDIX  E.  DETAILS  OF  THE  VARACTOR  DIODE  SHORTING  SECTION 


The  varactor  diode  is  mounted  in  the  center  of  the  broad  face  of  the 
guide,  grounded  to  one  wall  and  with  a  switching-signal  connection  fed 
through  a  by-passing  mount  to  a  BNC  connector.  With  the  diode  so  mounted 
and  electrically  connected  to  the  switciiing  voltage  of  reversable  polarity, 
a  measurement  of  the  minimum  SWR  present  was  made  for  any  position  of  the 
short  behind  the  diode.  This  minimum  SWil  is  indicative  of  the  losses 
present  and  hence  expected  loss  in  the  device  when  used  as  a  variable 
short.  For  tlie  two  states  of  the  diode  the  predominant  change  is  in  the 
susceptance.  A  given  susceptance  change  yields  the  greatest  phase-length 
change  when  the  two  values  are  equal  but  of  opposite  sign.  This  condition 
for  the  susceptance  can  be  met  since  the  adjustment  of  the  short  position 
moves  the  admittances  alcng  nearly  constant-G  circles  on  the  Smith  chart. 

When  adjusted  in  that  manner,  the  maximum  phase-length  change  observed 
for  the  WE  427A  diodes  was  88  percent  of  the  required  quarter- wave.  A 
full  quarter-wave  shift  could  t>e  obtained  if  these  admittances  were 
transformed  to  unity  per  unit  magnitude.  A  quarter-wave  transformer  section 
made  with  a  dielectric  slab  accomplished  this  transformation  and  the  re¬ 
quired  phase  length  cliange  was  observed.  An  alternative  procedure  that 
is  presently  being  used  is  to  taper  the  waveguide  so  that  the  diode  is 
mounted  in  the  proper  guide  admittance. 

As  well  as  having  the  quarter-wave  shift,  one  of  the  sections  must 
have  a  total  path  length  longer  than  the  other  by  a  quarter  wave.  Conse¬ 
quently,  one  of  the  diode  sections  was  made  that  much  longer  so  that, 
after  separate  adjustment  of  tl>e  quarter  wave  change  had  been  made,  the 
complete  assembly  could  he  finally  adjusted  with  shim-like  sections  of 
waveguide  and  small  polystyrene  blocks  in  the  guide. 
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